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controlled heating of  tissues  for  therapeutic aims  such as eradicating microorganisms and 
curing rheumatisms. However, the importance of ultrasonic waves is not constrained to the 
medical  field,  since  ultrasounds  are  also  used  in many  other  applications,  such  as  high 
frequency  vibration  control  in  industrial  plants  and  Non  Destructive  Evaluation  (NDE)  of 
materials and structures [1].  
The use of ultrasonic systems has considerably  increased  in  the  last decades  thanks  to  the 
sensible  improvements achieved  in their performances and disposability, made possible by 
technological  advancements,  and  to  the  numerous  novel  applications  investigated  in 
scientific  research. As  far as ultrasound  imaging  is concerned,  the  frequencies exploited  in 
currently used  systems are generally  limited  to 10 MHz. This  limitation essentially derives 
from two problems.  
The  first one depends on the technology used to generate/detect ultrasonic waves  in such 
systems, which  is normally based on PZT materials  like  lead titanate zirconate for emission 
and detection or, alternatively, piezoelectric polymers  like PVDF  (Poly‐Vinyl‐DiFluoride)  for 
detection only. Since, owing to their mechanical resonant nature, piezoelectric devices show 
a peaked emission  in frequency, they must be miniaturized  in order to be operated at high 
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physical  principle  exploited  in  piezoelectric  transduction.  As  a  consequence  of  that,  it  is 
extremely difficult to fabricate conventional ultrasound arrays operating at high frequencies 
and characterized by good sensitivity, even if examples of piezoelectric devices operating at 
frequencies  as  high  as  45 MHz  have  been  reported  in  the  literature  [2]. Moreover,  the 
peaked  emission  in  frequency  of  piezoelectric  transducers,  even when  designed  for  high‐




operation and  is typically  limited to few centimetres at frequency  levels as high as 30 MHz. 
This  effect  represents  a  severe  limitation  to  the  applicability  of  conventional  ultrasonic 





desired  target. While  this system  is perfectly appropriate  for  low  frequency ultrasounds,  it 
does not fit to high‐frequency waves due to their limited penetration in tissues. 
Despite  these  fundamental  limitations,  the  in vivo  imaging performed with high  frequency 
ultrasounds has been the  focus of an  intense research work during the  last  few years, and 
several possible applications have been proposed, particularly  in the field of tissue analysis, 
such  as  intravascular  imaging  [5],  analysis  of  cancer  tissues  [6],  corneal  imaging  [7], 
investigation of cancer evolution  in small animal models  [8], photoacoustic  tomography of 











as  proposed  in  [10]  that might  enable  a  “virtual  biopsy”  procedure  through  ultrasound 
imaging).  It  must  be  said,  however,  that  this  fascinating  possibility  has  not  yet  been 
demonstrated  in practice and no experimental data supporting  the validity of  this method 
seem to be available in the scientific literature, to date.  
Another  application  connected  to  the  interaction  of  ultrasonic  waves  with  living  tissues 
which  is being  intensely  investigated at present  is photoacoustic  imaging  (see  for  instance 
[9]). In this technique, the tissues are directly excited by a  light pulse (usually  implemented 
with  a  medium  power  laser)  and  the  ultrasonic  waves  emitted  by  the  thermoelastic 
expansion of  the biological material hit by  the  light are detected by an ultrasonic detector 
array.  In  this way,  the  imaging  is sensitive  to  the properties of  tissues, not only  related  to 
ultrasound  propagation  but  also  to  light  absorption  and  thermoelastic  emission,  and  this 
opens  a  door  to  novel  possibilities  for  minimally  invasive  diagnostic  techniques.  In  this 
respect,  it  is worth noting that photoacoustic  imaging (which  is not yet a clinical technique 
but  is  considered  very  promising  for  future  diagnostic  applications)  inherently  requires  a 
high‐frequency ultrasound detection  system  to  fully  exploit  its potential,  since ultrasound 
waves  emitted  by  thermoelastic  expansion  from  short  laser  pulses  (typically  in  the 

























the  absorbing  film. The  research work  related  to  this  field,  initially  focused on  thin metal 
films such as chrome as laser absorbers  [11], has recently evolved towards the use of heavily 
absorbing non‐metallic  films  like graphite/epoxy mixtures  [12], PDMS with  the addition of 
carbon  black  [13]  or  gold  nanoparticles  [14],  achieving  ultrasound  emission  on  bands 
extended beyond 60 MHz and much better generation efficiency than metallic films, as will 
be discussed in greater detail in the following section.  
Considering  the  problem  of  detection,  the most  promising  devices  investigated  so  far  for 
broadband ultrasound waves are polymer Fabry‐Perot, that can provide a quite flat spectral 
response over a band extended  from  low  frequencies up  to 50 MHz and beyond, and high 
sensitivity [15]. Quite  interestingly, an example of  integrated fabrication of a photoacoustic 
emitter  and  detector  obtained  by  overlapping  a  carbon  black  added  PDMS  layer  for 
ultrasound emission on a SU‐8 Fabry‐Perot has been recently reported in [16].  
The main  limitations  of  the  technologies  developed  so  far  for  photoacoustic  ultrasound 
generation  and  detection  is  certainly  the  lack  of miniaturization,  particularly  concerning 
arrays  of  detectors  or  emitters.  Actually,  both  emitter  and  detector  arrays  have  been 
demonstrated using  the  solutions described above, but only on bulk  substrates  (like  fused 
silica  wafers)  and  using  free‐propagation  lasers  to  operate  the  array  [14],  a  solution 
necessarily  constrained  to  imaging  applications  in which  the optoacoustic ultrasonic  array 
can be operated from the exterior of the living organism in vivo, as discussed before.  
In  this  respect, miniaturization would be extremely valuable  for high‐frequency ultrasound 
imaging,  since  the  strong  attenuation  of  acoustic waves  at  these  frequencies  could  be  in 
principle  overcome  by  the  use  of  a  miniaturized  broadband  imaging  system  suited  to 
minimally invasive endoscopic operation.  
Since,  as widely demonstrated by  recently  reported  results  in  the  scientific  literature,  the 
intrinsic  limitations  of  piezoelectric  ultrasound  transducers  can  be  fully  overcome  by 






an  innovative  fabrication  technology  suitable  for  realizing  the  ultrasound  generation  and 
detection system at the micro scale.  
This  subject  is  closely  related  to  the main  objective  of  the  present  thesis,  in  which  the 
development  a  novel  Micro‐Opto‐Mechanical  (MOMS)  technology  for  the  fabrication  of 










surface of an absorbing material,  leading  to rapid and  localized  temperature  increase. This 





laser  irradiation  of  a  solid  increased  steadily.  In  the  early  eighties,  Rose  [19]  gave  a 
fundamental  contribution  to  the understanding of  the phenomenon by deriving  a  closed‐
form mathematical model of  the physics  involved  in  a point‐source  representation of  the 
opto‐acoustic  generation.  In  the  cited  paper,  in  particular,  the  author  demonstrated  that 
laser generated ultrasounds can be effectively approximated by  considering a surface center 
of expansion equivalent  to  the  shear  stress dipole  source model proposed by Scruby  [20],  
but  rigorously  derived    by means  of  a  Green’s  function  formalism.    Subsequently, more 
detailed  investigations were undertaken, and  increasingly accurate mathematical modeling 






Experimental  research  in  this  field  initially  focused on  thin metal  films  such  as  chrome as 




at  a  distance  of  10  mm  from  the  generating  film  [21].  Many  of  the  various  materials 
employed as non‐metallic absorbing  films  in  these experiments were  carbon based, often 
composed by graphite or amorphous carbon particles embedded within a polymeric matrix, 
like graphite/epoxy mixtures  [12] or PDMS with  the addition of carbon black  [13].  In  [14], 
instead of carbon, gold nanoparticles mixed with a polymeric material have been used  for 
optoacoustic  emission,  using  the  proper  particle  size  to  maximize  the  optical  power 
absorption  in the nanostructured film. However, pure graphite films obtained by sputtering 
from  a  bulk  target  have  also  been  tested  as  thermoelastic  generators,  providing  good 
ultrasonic emission when excited with a nanosecond laser pulse [12].     
Laser‐generated  ultrasounds  have  also  been  successfully  applied  to  not  destructive 
mechanical  characterization  of   materials  and  structures  in  which,    differently  than  the 


























As may  be  verified  by  solving  the  heat  diffusion  equation  to  calculate  the  temperature 
distribution  in  the domain of  interest and using  the Green‐Naghdi relation  to compute  the 






the absorbing  film exposed  to  the  laser pulse because of  the exponential power  reduction 
that takes place while the electromagnetic radiation propagates across the absorbing film. As 
a  consequence  of  that, when  highly  absorbing materials  like  graphite  are  employed,  the 
thermoelastic  effect  is  limited  to  a  thickness  of  few  hundreds  of  nanometers  below  the 
surface. As a consequence of that, the remaining part of the film does not contribute to the 
optoacoustic generation giving  rise  to an undesired attenuation of  the acoustic waves and 




energy  is  transmitted  beyond  the  layer  and  does  not  take  part  in  the  optoacoustic 
conversion process,  so  the  thickness must be  carefully  chosen  in order  to  reach  the best 
trade‐off between these two effects.  
Besides the laser pulse dynamics and the film properties, the laser power is quite obviously 
important  in  determining  the  amplitude  of  the  generated  ultrasonic  waves,  since  a 
straightforward  relation  between  laser power  and  thermoelastically  generated ultrasound 










The  conventional method  adopted  in  ultrasound  detection  is  based  on  the  piezoelectric 
effect,  according  to  which  an  electric  charge  is  produced  when  a  mechanical  stress 
generated  by  the  incoming  ultrasound wave  is  applied  on  a  piezoelectric  element.    The 
piezoelectric  technology  can  be  used  in  general  for  both  emission  and  detection  of 
ultrasounds  in a rather similar way, often using the same array of transducers  in sensing or 
actuation mode, even  if  the actuation efficiency  is  closely  related  to  the properties of  the 
material used (e. g. soft piezoelectric polymers  like PVDF are quite efficient for sensing but 
not  suitable  for  actuation  due  to  their  limited mechanical  stiffness,  while  inorganic  PZT 
materials are generally used for both purposes with good performances).  
As discussed before, one of the main limitations of piezoelectric technology for ultrasounds 
is  the marked  sensitivity  (or emission efficiency)  reduction with decreasing  element  areas 
and thickness, which prevents from easy fabrication of high‐frequency transducers with good 
performances. Furthermore, the integration of many piezoelectric detectors needed for the 
fabrication  of  arrays  is  very  complex  because  it  requires  a  pair  of  connections  for  each 
transducers and complex readout electronics that should be placed close to the sensing pixel 
for signal preamplification, which makes the system rather sophisticated and  in some cases 
not  easy  to miniaturize. Moreover,  the  treatment  of  electric  signals  coming  from  closely 
packed,  individually  addressed pixels  can  lead  to  crosstalk problems  (mainly  coming  from 
capacitive  coupling between adjacent  connections)  that need  to be  carefully addressed  in 
designing  the  systems,  and  may  limit  the  maximum  number  of  detectors  that  can  be 
integrated on  the array. As  far as biological applications of ultrasounds are concerned,  the 
acoustic  impedance  matching  of  the  transducer  with  water  is  important  because  of  its 
preponderant presence in almost all biological tissues. In this respect, piezoelectric ceramics 
are not favoured because they show a poor acoustic  impedance matching to  liquids due to 
their high stiffness, resulting  in a non uniform  frequency response. On  the contrary, PVDF‐
based transducers feature a  low acoustic  impedance (@4 Mrayl), assuring a better acoustic 






The  research  concerning  the  development  of  technological  solutions  for  optical‐fiber 
ultrasound  sensors  has  considerably  increased  in  the  last  decades.  Among  the  various 
possible alternatives, extrinsic Fabry‐Perot  interferometric detectors are probably the most 
promising  technology  proposed  to  date  for  wideband  ultrasound  detection  [24]  [15] 
providing  adequate signal‐to‐noise ratio, operation band extended from low frequencies to 
beyond 50 MHz and high miniaturization levels, but only on an individual pixel at the present 









space  between  the  two  metallic  mirrors.  As  a  consequence  of  that,  the  optical  power 
reflected by the cavity, which depends, in general, on the optical properties of the different 
thin  layers  involved,  and  in  particular  on  the  thickness  of  the  polymeric  spacer  located 
between  the  mirrors,  is  modulated  by  the  incoming  pressure  wave.  In  this  way,  the 
amplitude spectrum of the ultrasound wave is transferred to the reflected light transmitted 
in  backward  direction  and  can  be  measured  at  the  opposite  end  of  the  fiber  using  an 
optoelectronic detector, such as a photodiode. 
An  adequate  choice  of  the material  used  as  a  sensitive  film  in  the  interferometer  is  of 


















material  should  be  completely  transparent  to  the  operation wavelength  of  the  laser  and 
should present acoustic impedance close to the one of the material under inspection. In this 




for  this  sensing  scheme,  assuring high detection  sensitivity due  to  their  low  stiffness  that 
allows for a significant variation of the layer thickness even in the presence of weak acoustic 
waves.  Furthermore,  many  polymers  have  acoustic  impedance  close  to  that  of  water, 
resulting in uniform response if the sensor is used for tissue characterization. Moreover the 
employment of single‐mode optical fibers for delivering the light limits the active area to the 









In  this  thesis,  the  development  of  a  MOMS  technology  suited  to  fabricate  wideband 
ultrasound generators and detectors with high miniaturization  level will be described. The 
basic  structure  chosen  for  the MOMS opto‐acoustic ultrasonic  emitters  and  receivers  and 
their operating principles are schematically represented in Fig. 1.3.  
In  the emitter,  the pulsed  laser beam generates ultrasound waves by  thermoelastic effect 
through the local heating of a carbon layer deposited on the silicon frame represented in the 
figure.  This  carbon  film  is  fabricated  by  pyrolysis  of  a  photoresist  layer,  providing  the 
possibility to obtain the desired pattern for the emitters before the thermal treatment using 











In  the  MOMS  detector,  instead,  a  polymer  interferometer  is  realized  on  a  similar 
micromachined silicon frame,  and used to modulate the reflected intensity of a continuous 
laser beam by interference effects as a function of the thickness of a SU‐8 photoresist spacer 
(a  low stiffness MEMS material  [26]  that can be geometrically patterned by  lithography as 
pyrolytic carbon in the emitters).  
As may be  inferred  from Fig. 1.3, both devices exploit  silicon micromachined  structures  in 
order  to enable  the placement of  the  fibers close  to  the optical  layers used  for ultrasound 
generation and detection. A  similar  silicon microstructure  is used  in  the  two cases, which, 
once  fixed  to  the  fiber  tip, permits  to obtain  freestanding, highly miniaturized devices  that 
can be potentially used as ultrasound probes in a broad range of applications.  
The  adoption  of  silicon  as  a  structural material  in  the  proposed  technology  is  strategic 
because  it  permits  to  take  advantage  of  high  performance  micromachining  techniques 
available at the present state of the art (Deep Reactive Ion Etching – DRIE in particular [27]) 
and  is  fully compatible with  the use of  lasers operating at wavelengths above 1  μm,  since 
silicon is transparent in this infrared range. In addition, the use of lithographic techniques for 
the  patterning  of  the  optically  active  layers,  performed  on  planar  substrates,  assures 





























micromachining  is  ideal  for  the  fabrication  of  highly  miniaturized  probes  like  those 
represented in Fig. 1.3.  
In  the  following  chapters,  the development of  fiber‐optic ultrasonic probes  constituted by 
detector and emitter arrays integrated on the same cylindrical micromachined support with 
minimum  diameter  smaller  than  300  µm,  will  be  illustrated.    As  a  result  of  the 
miniaturization  levels  obtained  with  the  novel  fabrication  technology  presented,  the 
ultrasonic  probes  demonstrated within  this  thesis may  be  suitable  for minimally  invasive 








layers  obtained  by  carbonization  of  photoresist  on  micromachined  silicon  structures 
obtained on a silicon chip will be illustrated. In chapter 3, a similar research will be described 
concerning  polymeric  Fabry‐Perot  detectors  realized  with  patterned  SU‐8  on  silicon 
micromachined structures obtained at the die  level, while chapter 4 will be devoted to the 
integration  of  the  two  fabrication  processes  on  the  same  substrate  introducing  proper 
modifications in the flow in order to obtain freestanding devices on optical fiber. 
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many applications.  Initially  investigated  for Non Destructive Evaluation  (NDE) of materials, 
using pulsed laser light for straightforward generation of wideband ultrasound waves in bulk 
structures  [1],  photoacoustic  ultrasound  generation  has  recently  been  considered  as  a 
possible principle  to  realize broadband ultrasonic emission  in use  in different  fields,   with 
potential  applicability  to  biomedical  imaging  [2].  Since,  actually,  spatial  resolution  in 
ultrasound  imaging  depends  on wavelength,  the  use  of  high‐frequency  ultrasound waves 
(above 10 MHz) has been studied in recent years for several possible medical applications [3] 
[4].  The main  issues  involved  in  the design  and  fabrication of  the optoacoustic ultrasonic 
sources will be analyzed in this section.  After a short description of the thermoelastic effect, 
the fabrication process adopted for the MOMS based emitters will be discussed, focusing on 
the  advantages  of  the  developed  technology  and  pointing  out  the  high  miniaturization 
enabled. Different models for the optical characterization of thin films will be introduced to 
determine the absorption properties of the carbon layers used as thermoelastic emitters and 
calculate  the  temperature  profile within  the  layers  during  operation. Once  described  the 
fabrication of  the  devices,  their  functional  characterization will be presented  through  the 
measure  of  a  generated  acoustic  field  performed  by  means  of  an  experimental  setup 
provided by the University of Florence. 
The thermoelastic ultrasonic sources, realized by silicon micromachining, are depicted in Fig. 
2.1.   A carbon  film with high optical absorption  is deposited and patterned on  the MOMS 
upper surface and an optical fiber is used for guiding the laser radiation up to the device.  In 
Optoacoustic Generation of Ultrasounds:  













eliminating  the  optical  power  loss  due  to  absorption  in  silicon  and maximizing  the  opto‐
acoustic  conversion efficiency. The dielectric membrane  is  constituted by  several  layers of 
silicon oxide and nitride, where the thicknesses are appropriately chosen in order to balance 
the tensile and compressive stresses in the different films.  
























thermoelastic  generation.  However,  independently  of  the  solution method  adopted,  the 
acoustic waves generated by optical absorption can be calculated by solving a multiphysics 
problem  in a spatial domain Ω, where an elastic solid  (Ωs)  is  immersed  in a  fluid  (Ωf).   The 
optical absorption  in  the elastic body can be determined by applying  the Fresnel and Snell 
equations  at  the  interfaces  of  the  films  that  constitute  the  irradiated  solid.    The  thermal 
absorption  within  the  elastic  solid  produces  heat  transfer  effects  dominated  by  thermal 
conduction  in both the solid and  liquid‐phase domains, and therefore the Fourier’s  law has 














diffusivity  and  conductivity  respectively  (supposed  as  constants  within  the  integration 
domain).  Sometimes, a modified Fourier’s law has been considered to keep into account the 
finite  speed  of  heat  flux  propagation,  resulting  in  a  hyperbolic  heat  equation  [8]. 
Nevertheless  the  temperature profiles predicted  by  the  two different  theories  are  similar 




where K  is the Bulk modulus,   ߚ the volumetric thermal   expansion coefficient   and    ଴ܶ the 
ambient  temperature. However,  in  the  thermoelastic  regime,  it has been  shown  that  the 
heat produced by mechanical deformation can be neglected [9].   
In  the MOMS  device  described  previously,  the  heat  source  ܳ  (expressed  by  the  spatial 























Furthermore  the use of  cylindrical  coordinates  is particularly  convenient  for  the geometry 




















In eq.  (2.2),  f(t) and g(r) are  the  temporal and spatial distributions of  the pulsed  laser  line, 
respectively dependent on   the rise time of the  laser pulse t଴ and on the core diameter of 
the optical fiber a0. Moreover, ߙ௢   and R are respectively the optical absorption coefficient 
and  the  reflectance  of  the  carbon  layer.  Once  determined  the  temperature  distribution 
through eq.  (2.1), the strain  induced from the thermoelastic volumetric change  in the solid 









p ൌ 0 in Ω୤  (2.3)
  ߤ׏ଶ࢛ ൅ ሺߣ ൅ ߤሻ׏׏ · ࢛ െ ߛ׏ܶ ൌ െߩ ωଶ࢛ in Ωୱ  (2.4)
 
In  these equations, p  is  the acoustic pressure, ω  the angular  frequency,    cୱ    the  speed of 
sound, u  the displacement vector, ρ  the mass density,  λ and  µ  the  Lamé constants,  with 
ߛ given by  








  ௌܶ ൌ ߣሺ׏ · ࢛ሻܫ் ൅ ߤ ൫׏࢛ ൅ ׏࢛








ൌ ߱ଶߩ௙࢛ · ࢔  (2.7)
 
  ࢀ
ሺ௡ሻ · ࢔ ൌ െ݌   (2.8)
  ࢀሺ௡ሻ · ࢚ ൌ 0  (2.9)
 
where ࢀሺ௡ሻ is the stress vector (equal to   ௌܶ ൉ ࢔ ). The (2.7) guarantees the continuity of the 
normal displacement component, while the (2.8) and (2.9) allow satisfying the continuity of 
tangential and normal components of  traction, where  the vanishing  tangential condition  is 
obtained by neglecting the shear force in the fluid.   
As  can  be  observed  by  (2.4)  and  (2.6),  two  different  kinds  of  acoustic  source  exist.    The 
temperature profile  is taken  into account by the temperature gradient  in the Green‐Naghdi 
equation and, at  the same  time, a  force source proportional  to  the  temperature change  is 
expressed by the stress tensor in the boundary condition (2.8). Moreover, the thermoelastic 
effect in water is neglected in eq. (2.3), assuming the ultrasonic generation to be mainly due 
to  the  thermal expansion of  the  thin  layer. The correctness of  this hypothesis depends on 
properties of thin absorbing film. Anyway, even without complicating the model too much, 
the  thermal  expansion  in water  can  be  taken  into  account  by  also  considering  the well 
known Green‐Naghdi equation in the fluid. As demonstrated by Helmholtz theory [12], every 
continuous vector field can be represented as the sum of the gradient of a scalar potential 
plus  the  curl  of  a  vector  potential.  This  useful  representation  allows  writing  the  elastic 
displacement as            





where  ׏߶  is  often  called  lamellar  potential  and  ׏ ൈ ࣒  rotational  potential,  with    ࣒ ൌ




















in which cL and cS are  the  longitudinal and  shear wave  speeds,  respectively.   Considering 
that  only  longitudinal  acoustic waves  propagate  in  a  fluid,  the  determination  of  acoustic 
pressure  is  further  simplified,  requiring  the  solution of  the only  scalar potential equation.  
Finally, the pressure is related to the scalar potential by  










estimate  the  optical  constants  of  the  thin  films  involved  in  thermoelastic  generation  and 
correctly model  the  light propagation  through multilayer  structures.  Since a  thermo‐elastic 












Starting  from 500 µm  thick <100> oriented Double Side Polished  (DSP)  silicon  substrates, a 
thermal oxidation step  is carried out at 1000 °C  in wet environment, yielding a roughly 700 
nm thick silicon oxide layer on both sides of the wafer (step 2, Fig. 2.2). Stoichiometric silicon 
nitride  is  then  deposited  by  Low‐Pressure  Chemical  Vapor  Deposition  (LPCVD)  from 
dichlorosilane  and  ammonia  at  780  °C  on  both  sides  of  the  substrate,  as  well  (step  3).   
Afterwards,  a 1 µm  thick  low‐temperature  silicon dioxide  layer  (LTO) which  completes  the 





After  completion  of  the  stress‐compensated membrane,  a  roughly  100  nm  thick  standard 






etching  chemistry  based  on  C4F8,  showing  a  rate  of  roughly  0.5  µm/min  on  SiO2  and  0.2 
µm/min on Si3N4  (step 8)  in order  to define  the MOMS geometry  for  the  final  silicon DRIE 
micromachining.  Since,  in  the  completed  devices,  both  carbon  emitters  on  thin  SiO2/Si3N4 
membranes  and  on  thicker  bulk  Si  membranes  have  to  be  fabricated,  the  backside 
micromachining process has been defined  in order to allow differentiated etching depths on 
lithographically defined geometries on the wafer backside.  In order to do that, a 4 µm thick 










µm  deep  etching  (actually  slightly  variable with  the  diameter  of  the  etched  area)  on  the 
defined  geometries  selected  for  “deeper”  etching.  The  DRIE  is  performed  by means  of  a 
SF6/C4F8 Bosch process providing an average silicon etch rate around 5 µm/min.   
After  this  first backside DRIE  step, a procedure  similar  to  the one  illustrated before  for  the 
backside patterning of the SiO2/Si3N4 stack (but using a capacitively coupled RIE CHF3 etching  
instead  of  the  ICP)  is  utilized  on  the  front  side  for  removing  the  stress  compensated 
membrane on selected regions, in which the carbon layers on bulk silicon membranes will be 
subsequently  realized  (step  10).  Then,  the  fabrication  of  the  carbon  layers  needed  in  the 
ultrasonic emitters  is  started by  spinning a 4 µm  thick OiR 908‐35 photoresist  layer on  the 







in order  to  realize both  the  thick  (around 100 µm) bulk silicon membranes by stopping  the 































































inversely proportional  to  the optical penetration depth of  the  laser  in  the emitting material 
[13].  As  a  consequence  of  that,  in  order  to  achieve  a wideband  emission,  it  is  useful  to 
optimize the carbonization process in order to have high optical absorption per unit length on 
the  carbon  layer.  This  problem will  be  investigated  in  sections  2.5  and  2.6  by  taking  into 
consideration process parameters that may influence the optical absorption properties of the 







In the experimental  tests carried out  to define the appropriate process parameters  for the 
fabrication  of  the  MOMS  emitters,    the  first  relevant  photolithographic  patterning  was 
realized at step 8, after silicon oxide and nitride deposition,  by using OiR 908‐35 photoresist 
as a mask  layer and SiO2/Si3N4  ICP etching. Some optical  images  taken after  the dielectric 
stack  etching  from  the  backside  are  shown  in  Fig.  2.3.  For  every  geometry,  a  peripheral 
donut etching shape was designed  in order to allow the separation of devices by modifying 
the  previously  introduced  process  flow,  as will  be  described  in  deeper  detail  in  the  last 
chapter of  this  thesis.   As may observed  in  the  figure, various shapes have been obtained, 
which may be used to fabricate devices with different geometry.  
On the left side of the figure, for instance, the LTO patterning needed for the fabrication of 5 
ultrasound emitters  is  reported. The central structure,  instead, was conceived  for coupling 
the MOMS  probe with  a multicore  fiber,  and  designed  in  order  to minimize  its  size  and 
enable the fabrication of an array of 4 ultrasonic sources with overall diameter smaller than 





Thanks  to  the  process  flow  described,  the  realization  of  several  prototypes  of  ultrasonic 
emitters was possible, but the experimental tests put into evidence a few critical aspects in 









the  process  is  performed  on  structures  of  different  sizes,  the  etching  rate  is  strongly 
dependent  on  the  geometry  and  this makes  the  simultaneous  fabrication  of  ultrasound 
sources with diameter from 100 µm to 600 µm quite challenging.  In this respect, it is worth 
noting that the smallest structures visible in figure have a diameter of 50 µm and an etching 









described earlier,  the backside was masked with a  thick photoresist at  step 9.  In order  to 
perform the  lithography correctly,  in this step the exposure time had to be  increased up to 




light  diffraction,  interference  effects  and  shadowing  phenomena  do  not  permit  a  perfect 







DRIE  process.  Afterwards,  the  dielectric  membrane  was  removed  on  the  front  side  in 
correspondence  to  the  location  of  the  silicon  membranes  through  resist  masking  and 
reactive  ion etching. The dielectric multistack,  constituted by  silicon oxide and nitride and 
covered with a  thin polysilicon  layer,  in  fact,  is not needed on  the bulk silicon membranes 
and  its  presence might  be  detrimental  for  the  emission  performances  because  it  would 
introduce additional optical interfaces, leading to a reduction of the incoming optical power 
on  the  absorbing  film.  As  may  be  easily  verified  by  means  of  optical  simulations,  the 




908‐35  was  spun  before  completing  the  final  backside  silicon  DRIE  etching  and  the 
carbonization was  realized as a  final step, providing  the possibility  to anneal  in a different 
way samples cut from various parts of the same wafer, as will be more thoroughly described 
in  the  next  section.    Some  optical  images  taken  after  the  silicon  deep  etching  from  the 












In  the  figure,  a dark  field  image  is  shown on  the  right.    In  this particular  acquisition,  the 
sample under observation  is not  illuminated frontally, since the  light comes along the sides 
of the microscope stage. As a consequence of this particular illumination, the background of 
the  image  appears  dark  because  the  observer  can  only  see  the  scattered  light  from  the 
vertical  features  existing on  the  specimen, providing high  contrast on  the micromachined 
parts of the sample, and putting into evidence all the vertical walls with a bright tone.    
Other optical observations performed on carbon emitters  realized on  silicon and dielectric 
membranes  are  reported  in  Fig. 2.6a before  the  carbonization process. As  expected  from 









































average  amplitude  of  a  few  hundreds  of  nanometers,  depending  on  the  duration  of  the 










designed  to  demonstrate  the  potentiality  of  the  developed  technology  concerning 
integration density. As may be seen  in the figures, several  individual emitters can be rather 
easily  realized  on  the  same MOMS,  in  order  to  constitute  ultrasonic  sources with more 
complex  structure with  respect  to  a plain  single  emitter.  In  these  arrays,  every ultrasonic 
generator  can  be,  in  principle,  independently  controlled  by  using more  laser  sources  or 
switching  a  single  laser  beam  among  the  different  fibers.  In  this  way,  the  emission 
performances could be considerably increased, resulting in a wider spatial distribution of the 
acoustic  field.  In  the  micromachining  tests,  it  was  verified  that,  once  fixed  a  minimum 
thickness  for  the  silicon  spacer  between  two  adjacent  cavities  (which was  50  µm  in  the 
process  implemented),  the maximum  integration  is only  limited by  the minimal  fiber  size 
useful  to  propagate  a  sufficient  optical  energy  up  to  the  carbon  emitter.    In  order  to 
overcome this limitation, some MOMS in the test mask set have been designed for use with 






























obtained  by  carbonization  of  OiR  908‐35  photoresist  has  been  studied  for  efficient 
optoacoustic conversion. 
In  order  to  investigate  the  carbonization  process,  some  first  tests  were  performed  in 
preliminary experiments, which put into evidence the necessity to dip the silicon wafers in a 
dilute hydrofluoric solution to etch the native silicon dioxide before photoresist spinning  in 
order  to  enhance  carbon  adhesion  on  silicon.  This  step  proved  to  be  very  important  in 
carbonization of photoresist layers on silicon, since the adhesion of carbon on silicon dioxide, 
even  few  nanometers  thick  like  native  oxide, was  very  poor,  as  verified  by  scratch  tests 
performed by M3 Scotch Brite (Glass 270 syrom). In fact, as shown in Fig. 2.11, when the HF 
dip was not performed before carbonization, the carbon layer was completely stripped in the 
scratch  test, while with  the  correct procedure adhesion evaluated with  the  same method 
was very good. As a  result of  these  tests,  the 100 nm  thick polysilicon adhesion  layer was 















In  particular,  carbon  properties  were  investigated  as  a  function  of  four  annealing 
temperatures  (800°C,  900°C,  1000°C  and  1100°C)  and  considering  two  different  pyrolysis 
atmospheres:  Argon and  Forming gas (90% N2  and 10% H2).   
All  the  samples were  heated with  a  ramp  performed  from  the  room  temperature  to  the 
plateau value adopting a fixed rise time of 15 min, annealed for 10 min and cooled to room 
temperature  in  the  pyrolysis  atmospheres  before  exposure  to  air.    The  different 
carbonization processes were realized by both a  J.I.P.ELEC and a Rapid Thermal Processing 
(RTP) equipment. The former  is an  induction furnace specially developed for the ultra‐high‐
temperature  processing  of  silicon  carbide, where  samples  are  annealed  in  an  inductively 
heated graphite chamber.   The latter, instead, is a lamp‐based heating system in which the 
sample can be heated and cooled rapidly within a water cooled quartz chamber.  
In  order  to  determine  the  thicknesses  of  the  carbon  layers  and  to  investigate  the 
carbonization  process  dependence  on  the  planar  geometry  of  annealed  structure,  the 
thickness  profile  of  the  annealed  films was measured  before  and  after  pyrolysis,  using  a 
stylus profilometer. These measurements put  into evidence a marked volume reduction of 
the film after carbonization, consistently with other results reported in the literature, with a 
thickness  reduction  around  75% with  respect  to  the  original  4 µm  thick  resist  layer.     As 
shown  in  Fig.  2.12,  the  thickness  reduction  after  carbonization  turned  out  to  be  strongly 
dependent  on  the  diameter  of  circular  shape  carbonized.  Besides  thickness  reduction,  a 
small shrinking in lateral dimension was observed on the patterned geometries resulting in a 
slight increase in thickness close to structure boundaries. This effect was particularly marked 
on  structures  with  diameter  smaller  than  200  µm,  in  which  the  pyrolysis  led  to  convex 
structures  because  of  the  gathering  of  the  thicker  border  regions,  resulting  in  a  higher 
average thickness of the pattern (see the measurements reported in the figure below). In the 









In Figs. 2.13, 2.14, 2.15 and 2.16,  the  thicknesses of  the carbon  layers as a  function of  the 
diameter of the original patterned structures are reported for annealings performed at the 
temperatures of 800°C, 900°C, 1000°C and 1100°C.  In  this  case,  the  carbonization process 
was realized in Argon atmosphere by using the J.I.P.ELEC furnace.    
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measurements  put  into  evidence  that,  although  a  good  uniformity  was  noticed  before 
annealing (the spun photoresist was roughly 4 µm thick in the whole region of interest), the 
carbonization process  induced a  thickness  reduction  that was  slightly  lower  in  the  central 
region  of  the  wafer,  confirming  the  theoretical  expectations  concerning  temperature 
distribution  in  the annealing chamber.  In  fact,  in  the  J.I.P.ELEC  furnace, which  is based on 
induction  heating,  the  annealing  temperature  has  a  radial  profile,  decreasing  from  the 
chamber wall towards its center.  
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that,  for  the  largest structures,  the shrinking due  to pyrolysis  increased with  the annealing 































































the carbon  thickness can be  in principle  tuned by appropriately patterning  the photoresist 
and performing the annealing at the right temperature, even if the pattern planar geometry 
if often constrained by other considerations in the application described.  This can be useful 
for  optimizing  the  optoacoustic  emission  performances  of  the  carbon  layers,  since,  as 
discussed  previously,  the  possibility  to  control  the  thickness  of  the  absorbing  layer  is  of 
primary importance in optoacoustic generation.   
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The  structural  characterization  of  the  carbon  layers  obtained  by  resist  pyrolysis  was 
completed  by  cross‐sectional  SEM  observations,  which  allowed  for  investigating  the 
roughness  of  the  upper  surface  of  the  layers  and  the  appearance  of  the  single  crystal 
silicon/carbon  interface.  In  Fig  2.18  two  cross  sectional  SEM  images  performed  on 
unpatterned  carbon  samples  obtained  with  two  different  pyrolysis  atmospheres  are 
reported by way of example.  In particular, the resist  in Fig. 2.18a was annealed  in Forming 
gas atmosphere (90% N2, 10% H2) using the RTP furnace at a temperature of 750°C, leading 














The  problem  of  optical  characterization  of  a  thin  film  in  a multilayer  structure  has  been 
extensively  investigated  in  the  literature  [16]  [17]  and  several  techniques  have  been 
proposed.  Some  of  them  are  based  upon  multiple  reflection  and  transmission 
measurements,  whereas  other  ones  rely  on  single  reflectance  data.  Generally  speaking, 
every  technique presents peculiar advantages and drawbacks and often  the  choice of  the 
characterization procedure  is mainly determined by the available experimental setup. Most 
common  approaches  employ  optimization  algorithms  based  on  classical  oscillators  and 
empirical  relations  or,  alternatively,  Kramers‐Kronig  analysis  [18].  The  latter  method, 
according  to  which  the  characterization  is  operated  by  solving  an  integral  expression, 
requires some approximations in order to take into account the contribution on reflectance 




















because  this  would  require  an  optical measurement  realized  over  an  infinite  frequency 
range.  Anyway,  several  techniques  have  been  proposed  in  order  to  realize  the  best 
approximation of the Kramers‐Kronig relation [19].  
The  classic  oscillator  approach,  on  the  contrary,  allows  for  a  correct  refractive  index 
determination and  its use has been preferred  in  this  type of characterizations.  In order  to 
perform  the  optical  characterization  of  thin  layers  by  photometric  and  infrared 
spectrometric measurements, a new stand alone software application has been developed 
within  this  thesis  (Fig.  2.19).  The  optimization  algorithm  implemented  in  the  application 
allows for the simultaneous fitting on more experimental results and for the management of 
several  unknown  layers  in  the  same  multi‐layer  structure.    Various  theoretical  models 
(Lorentz, Drude, Cauchy, etc.) have been utilized  in the extraction routines for reducing the 
solution  numbers  and  satisfying  the  Kramers‐Krong  relation  between  real  and  imaginary 
parts of complex refractive  index. The software has been designed for working as a Matlab 
tool as well and can be easily optimized for every particular application.  
Thanks  to  minimization  of  an  error  function,  proportional  to  the  mismatch  between 
experimental  measurements  and  optical  simulations,  unknown  refractive  indexes  and 
thicknesses are determined by first using a simulated annealing minimization algorithm and, 
subsequently,  gradient  based methods  to  refine  the  solution.  The minimization  function 
used in the extraction procedure is reported below for a single experimental measure: 
 




considered. Following eq.  (2.14),  the overall error  function  is obtained by  summing all  the 
contributions of the individual experimental measurements involved in the extraction.  
In  this minimization procedure,  the  optical  constants  are  expressed by  theoretical  and/or 
empirical  dispersion  equations, which  have  to  be  chosen  appropriately  depending  on  the 
material  type.  The  Cauchy  and  Sellmeier  equations,  for  example,  are  suitable  to model 
transparent materials  like  silicon  oxide  and  nitride, whereas  classic  and  damped  Lorentz 















tested  and  the most  interesting  results  have  been  obtained  by  employing  the  Forouhi‐
Bloomer equations  [20], where  the complex  index of  refraction  is derived as a  function of 
photon energy.  In this way, the extinction coefficient  is rigorously calculated on theoretical 








































energies higher  than band gap),  these equations have been also applied  to  lower energies 




The  optical  properties  of  carbonized  photoresists  were  estimated  by  using  the  Forouhi‐
Bloomer dispersion  relations using  the extraction procedure  introduced above. The optical 
constants have been expressed by five variables that, together with the thickness, represent 
the  real  parameters  of  the  optimization  algorithm,  resulting  in  a  fast  convergence  of  the 
fitting.  Several measurements were performed in the visible and infrared frequency ranges 
by using  respectively an UV‐Visible  Spectrophotometer  (Avantes) and a  Fourier Transform 
Infrared Spectrometer  (Nicolet).    In order  to ease optical  characterization,  the OiR 908‐35 
photoresist was spun on double side polished wafers that were subsequently cut in quarters 
before annealing at  the  four  temperatures. As  in  the process described previously  for  the 
patterned  structures,  the  silicon  wafer  was  dipped  in  a  dilute  hydrofluoric  acid  solution 














As  may  be  seen  from  the  plots,  the  reflectance  increases  slightly  with  the  annealing 
temperature  as  observed  more  clearly  on  the  FTIR  measurements.    Due  to  the  high 
absorption  coefficient  of  the  carbon  layer  in  the  frequency  range  of  interest,  the 
transmittance of the double side polished silicon wafer  is reduced to zero when the carbon 
layer is present on one side of it (Fig. 2.22).       





















































for  all  the  layers  characterized,  independently  of  the  pyrolysis  temperature.    This  should 
hopefully  allow  for maximizing  the  optoacoustic  conversion  efficiency  but,  on  the  other 
hand, makes the optical characterization of the carbon films more difficult.   
In fact, the absence of the interference fringes, or a significant transmission data (due to the 
strong  light  absorption  in  the  carbon  layer),  complicates  the  determination  of  refractive 
index  even  using  several  experimental  data  simultaneously  in  the  extraction,  such  as 
reflectance measurements  in the visible and near  infrared regions performed by  irradiating 
both sides of the samples (silicon and carbon faces). In order to overcome these difficulties 
























































The SEM  image of a slightly  inclined cross‐section of a carbon  layer thinned up to 200 nm, 
putting into evidence the small superficial roughness induced by the oxygen RIE, is reported 
in Fig. 2.24.   






using  the  Forouhi‐Bloomer  dispersion  relation  running  the  fit  procedure  on  four 



















































































Unfortunately,  the  reflectance  in  the NIR  for  the  carbon  layer annealed at 800°C was not 
measurable due to the too small sample size, and the optical characterization attempted by 
using only two experimental datasets turned out to be affected by considerable errors and 
will not be  reported here. The  fitting obtained  for  the  layers carbonized at 900, 1000 and 



















































































This  good match  obtained  between measurements  and  simulations  for  all  the  annealing 
temperatures  considered  provides  a  good  confidence  on  the  extraction  of  the  optical 
constants  for  carbon.  Actually,  an  imperfect  fitting  can  be  observed  only  at  the  highest 
frequencies, where also the layer roughness should be taken into consideration.  
In order  to accurately determine  the absorption  coefficient,  the  real  thickness was earlier 
measured by SEM for each layer characterized and therefore it was not used as a variable in 
the fitting procedure. In fact, when high absorption layers are investigated, the independent 
estimation  of  thickness  represents  a  remarkable  advantage  that  allows  avoiding  possible 
errors  in  the complex  refractive  index derivation.   The optical constants obtained with  the 
described procedure are finally plotted  in Figs. 2.28 and 2.29  in the near  infrared region of 
interest.    As may  be  observed  in  Fig.  2.29,  the  absorption  coefficient  increases with  the 




























































































































































As  may  be  seen,  the  calculated  absorption  is  quite  similar  for  the  various  annealing 
temperatures.  In  fact,  the high absorption coefficient,  in  the order of 105 cm‐1, guarantees 
the  full  absorption  of  the  laser  beam  on  every  carbon  film.  Furthermore,  the  lowest 
refractive  index of  the  resist annealed at  the maximum  temperature  results  in  the  lowest 




at  the  maximum  temperature  reaches  the  plateau  earlier  due  to  its  more  pronounced 
absorption.  Moreover, the effect of optical interference is visible in the plots for small values 
of the thickness, resulting in a less smooth shape of the curves.  




























of  the  silicon membrane  up  to  100  µm  results  approximately  in  a  50%  increase  of  the 
absorbed energy with  respect  to  the  case of  a bulk  substrate  (with  thickness  around 500 
µm). However since the nanosecond pulsed lasers provide a coherence length in the order of 




derive  the average power absorbed by  the carbon  layer, mediated on  the envelope of  the 
interference pattern of Fig. 2.32. However,  this  theoretical analysis predicts  that  the exact 



































absolutely  flat  at  its  bottom  (actually, multimode  fibers  are  often  used  to  this  purpose, 
whose core diameter  typically varies  in  the  range 200‐600 µm). As a consequence of  that, 





more accurate calculation of  the absorbed energy  is possible.  In  fact, due  to  the negligible 
attenuation  of  the  laser  beam  in  the  dielectric  multistack  and  smaller  refractive  index 
difference  between  the  optical  fiber  and  the  membrane,  the  emitters  on  dielectric 
membrane  theoretically  provide  the  optimal  optical  absorption.  However  their 

























The values of  the complex  refractive  index of  the  films and  the  related calculations of  the 
absorbed optical power, obtained  as previously described,  can be  exploited  to derive  the 
transient temperature profile in the emitter during its operation as a thermoelastic emitter.  
In fact, as seen in equation (2.2), the f(t) function can be employed to model the time shape 





The chosen  time allows  for having a  full width at half maximum of about 800 ns  that well 
approximates  the  typical  temporal  shape  of  nanosecond  pulsed  lasers.    Furthermore  an 
optical intensity ܫ଴ of 10
11 W/m2 can be reasonably used in the simulations since this values is 
compatible with  the  power  provided  by  the widely  used  pulsed  lasers with Nd:YAG  laser 




distributions,  computed  by  the  finite  element  method  with  the  COMSOL  Multiphysics 
package, are finally depicted at two significant simulation times in Figs. 2.35 and 2.36 for two 
emitters respectively realized on a silicon and on a dielectric membrane. 































fiber  radius  and  a  width  of  50  µm  for  the  lateral  silicon  wall.  The  silicon  substrate  is 









reached within  the  carbon  layer during  the  transient heating  are plotted  as  a  function of 
time  for  the  two  different MOMS  based  emitters  in  Fig.2.37.  As may  be  observed,  the 
ultrasonic source realized on dielectric membrane shows a temperature peak of roughly 350 













As  can  be  clearly  seen  in  Fig.  2.38,  where  the  normalized  Fourier  transform  of  the 
temperature  time  dependence  are  shown,  the  spectrum  of  the  emitter  on  dielectric 
membrane  is  characterized by  large amplitude at high  frequencies. Moreover,  in order  to 
maximize the opto‐acoustic generation, the simulation results suggest that the thickness of 
carbon  film  could be  further  reduced up  to  few hundreds of nanometers,  for example by 
using the RIE oxygen etching described previously. 
It must be said, however, that the discussed simulations only allow qualitative evaluations, 
such as  the comparison of  the expected performances of  the  two main emitter  structures 
designed.  It  has  to  be  noted,  in  fact,  that  the  calculated  temperature  distributions  are 
dependent on the thermal conductivity and the heat capacity of the carbon layer. Therefore, 
in order to achieve a predictive model, the thermal properties of the carbon film should be 
experimentally determined possibly by  fabricating proper  test structures  to measure  these 
parameters.  
On  the  contrary,  in  the  simulations  presented  above,  parameters  referred  to  amorphous 
carbon layers taken from the literature have been utilized, as shown in the table below:  
 



































Once  completed  the  fabrication process of  the  first prototypes of ultrasonic generators, a 
preliminary  acoustic  characterization  was  realized  employing  an  Nd:YAG 
(PowerChipNanoLaser)  for  irradiating  the  emitters.  This  Q‐switched  Diode‐Pumped  Solid‐
State Laser has minimum and maximum pulse energies of 50 and 80 µJ respectively, with an 
average power of 50 mW at  its maximum  repetition  rate of 1 kHz. The pulse width at Full 
Width  Half  Maximum  (FWHM)  is  less  than  500  ps.    These  Nd:YAG  lasers  present  ideal 
characteristics  for  optoacoustic  generation  and  consequently  are  widely  used  in  this 
application.  Actually, most of the experimental results presented in the last decades employ 
this  kind  of  laser,  taking  advantage  of  the  short  pulse  duration which  permits wideband 











































to measure  the  generated  ultrasounds,  using  a  TDS  Tektronix  oscilloscope  to  acquire  the 
sensor signal. All the presented measurements have been carried out in liquid environment, 
keeping both  the ultrasonic source and  the detector  immersed  in deionized water. A  large 
multimode  fiber, with  roughly 630  and 600 µm  respectively  cladding  and  core diameters, 














of  the  acoustic  field  generated  by  the  optoacoustic  source  acquired  on  a  plane 
approximately  intersecting the axis of symmetry of  the MOMS  is shown  in colour scale. As 
may be observed, the acoustic field  intensity decreases by 90% from 2 to 16 mm from the 
source.    In Fig. 2.41, a  transverse section of  the acoustic  field measured at a distance of 2 
mm from the emitter is reported.   
The results of the acoustic characterization proved that acoustic pressures in the range of 1 
MPa  can be obtained with  the MOMS  emitter  in  its near‐field  region, using  a  laser pulse 
energy of 50 µJ with 500 ps FWHM. Moreover, the acoustic field observed turned out to be 






in  some  imprecision  in  the  estimation  of  the  actual  spatial  distribution.  In  addition,  it  is 
expected  that  field  components  at  higher  frequencies  are more  attenuated  than  the  low 
frequency ones by the unavoidable spatial average effect performed by the detector on  its 
0.8  mm  pixel,  possibly  leading  to  additional  attenuation  of  the  signal  amplitude  and 
limitation  of  the measured  emission  band  (besides  the  native  cut‐off  of  the  piezoelectric 
detector, whose central frequency is 30 MHz).   These limitations of the measurement setup 
did  not  allow  a  complete  characterization  of  the  MOMS  ultrasonic  source  at  higher 
frequencies,  for  which  a  wideband  miniaturized  transducer  should  be  utilized  for  an 
exhaustive characterization of the fabricated. Then, the amplitude spectrum of the acoustic 








in  the  figure.    The  obtained  result  is  very  interesting  because  demonstrates  that  using  a 
nanosecond pulsed laser with emitters realized with carbonized resist is possible to generate 
ultrasounds of 50 MHz bandwidth and beyond.   
Furthermore,  the measurements demonstrated undoubtedly  that  the pressure emitted by 
the MOMS source developed is several orders of magnitude higher than pressure generated 
irradiating a metallic film [13] and comparable  in  intensity with the best results reported  in 
the literature for comparable emitters realized on bulk substrates [25].  Moreover,  the high 
thickness control of the carbon film, obtained by the fabrication process based on pyrolysis 
of photoresist,  assures  a  sensible  increase of  the  acoustic pressure emitted,  compared  to 




















As  far  as  possible  biomedical  applications  of  the  developed  technology  are  concerned,  it 
must  be  pointed  out  that  the  acoustic  pressures  generated  by  an  individual  piezoelectric 
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The  increasing  interest  concerning  the  use  of  acoustic waves,  both  generated  by  optical 
absorption of  short  laser pulses  in biological  tissues or  in highly  absorbing  thin  layers  for 
different applications, has recently made the development of ultrasonic receivers capable of 
detecting wideband ultrasonic  signals  a  relevant  research  theme    [1]  [2]  [3]  . The  various 
issues  involved  in  the  design  and  fabrication  of  extrinsic  Fabry‐Perot  interferometers  on 
optical fiber by means of appropriate silicon microstructures, will be here discussed in depth.   
In  order  to  do  that,  the  physical  phenomena  related  to  opto‐acoustic  interferometric 
detection will be analyzed, by deriving optical and acoustic models  from basic  theory and 
performing  measurements  on  proper  test  structures  in  order  to  estimate  the  relevant 
material parameters.  By taking advantage of microfabrication techniques, the realization of 
highly  miniaturized  MOMS  detectors  will  be  demonstrated,  opening  a  door  to  possible 
endoscopic applications even based on arrays of ultrasonic receivers. The presented results 
might  help  overcome  the  limitations  that  still  exist  to  date  in  the  applicability  of  high 
frequency  acoustic waves  in  diagnostic  tools,  because  of  the  strong  attenuation  of  such 
waves  in  biological  tissues  and  the  lack  of  effective miniaturization  techniques  for  high 
frequency ultrasonic arrays.  
The  MOMS‐based  Fabry‐Perot  interferometers  presented  will  be  mainly  realized  on  a 
dielectric membrane similar to the one described in Chapter 2 and employed in some of the 
emitters  (namely  the multilayer  composed  by  thermal  silicon  dioxide,  silicon  nitride  and 
Interferometric Detection of Ultrasounds: 










The  process  flow  adopted  here,  quite  similarly  to  the  case  of  the  ultrasonic  emitters 
described  in the previous chapter, relies on a double depth silicon etching,   and also allows 
the fabrication of ultrasound detectors on silicon membranes, which are expected to have a 
larger  optical  power  loss  for  the  lower  transmittance  of  fibre‐silicon‐interferometer 









The  MOMS‐based  ultrasonic  receivers  have  been  designed  based  on  the  well‐known 
principle which allows measuring the pressure applied by an acoustic wave through a Fabry‐
Perot  interferometer  (Fig.  3.1). A  polymer  film,  characterized  by  low  Young’s modulus,  is 
coated with a very thin Al layer having a non negligible transmittance of light at the desired 















order  to  measure  the  thickness  variation  of  the  polymeric  spacer  in  the  presence  of 
ultrasound  waves,  the  interferometric  cavity  is  interrogated  with  a  laser  beam  and  the 
reflected power measured by a photodiode.    In  this way, when an acoustic wave hits  the 






















As  may  be  seen  from  eq.  (3.2),  the  sensitivity  can  be  maximized  by  designing  an 
interferometer which  assures  a  strong  variation  of  the  reflected  intensity with  the  phase 
shift  and  a  considerable  thickness modulation when  an  acoustic  pressure  is  applied.  The 

















At  the  ultrasonic  frequencies  of  operation  for  the MOMS  detectors  and  considering  the 
designed thicknesses, the phase shifts in the metallizations can be considered negligible and, 
consequently,  the  pressure  applied  on  the  interferometer  can  be  calculated  without 
accounting for the presence of the two thin aluminium layers. Similarly, the effect of silicon 
nitride can be ignored without significantly affecting the model validity. 









where E  is  the Young’s modulus and P  is  the acoustic pressure  in  the  sensing  film, whose 
thickness is L . This resulting pressure is the sum of the incident wave harmonics transmitted 
into  the  structure  and  reflected  at  its  boundaries  because  of  the  acoustic  impedance 
mismatches between the polymer and the surrounding media.  
Considering  a  sinusoidal  acoustic wave  of  amplitude  ଴ܲ  incoming  on  the  interferometer, 
characterized  by  an  angular  frequency  ߱  and  a  wave  vector  k,  the  pressure  inside  the 
structure can be calculated as [4] 
 






































Now, substituting  (3.4)  in  (3.3),  the  thickness variation due  to  the applied pressure can be 
finally computed as: 























ሺ1 െ cos ݇ܮሻ ൫1 ൅ 2ܴଵ cos ݇ܮ ൅ ܴଵ
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In  particular,  from  the  derived  expression  of  the  acoustic  sensitivity,  it  is  clear  that  the 
sensitivity  increases  with  L,  but  vanishes  when  the  acoustic  wavelength  approaches  the 
polymer  thickness,  limiting  the  bandwidth  of  the  interferometer.  Therefore,  the  best 
thickness  depends  on  the  particular  application,  and  the  desired  trade‐off  between 
sensitivity and bandwidth. As a consequence of that, choosing a sensing  film characterized 
not only by  low  Young’s modulus, but  also  low density  (in order  to permit high  speed of 
ultrasound waves),  is essential  in order to maximize the acoustic performances. Moreover, 
the  acoustic  sensitivity  depends  linearly  on  the  refractive  index  of  the  polymer  and, 
consequently,  a material with  high  n  assures  a  better  acoustic  sensitivity  because  of  the 
higher  phase  shift  engendered when  the  ultrasonic  pressure  is  applied.  In  addition,  it  is 
worth noting that the use of high optical frequencies for interrogating the Fabry‐Perot cavity 







The  deformations  per  unit  acoustic  pressure  (|݈݀|/Po)  calculated  for  two  interferometers 






As may  be  seen  from  the  calculated  curves,  the  two  different  structures  provide  similar 
acoustic performance with an average deformation in the plateau region around 9 nm/MPa 










This  is  not  true  in  general  for  the  acoustic  sensitivity  expressed  in  eq.  (3.2)  in which  the 
acoustic  impendence difference between the polymer and the substrate  is of concern.   The 
parameters used in the simulations, taken from the literature, are tabulated below  [6]:   
 































  Acoustic impedance  [MRayls] Young’s Modulus [GPa] Acoustic speed [m/s] 
Water  1.5  ‐ ‐ 
SU‐8  3.5  2 2886 
SiO2  12  ‐ ‐ 
 
According  to  the model,  the  acoustic  sensitivity  can be  increased by using  a  thicker  SU‐8 
layer in the detector, as shown in Fig. 3.4.  As may be observed, the dependence of acoustic 








The  optical  intensity  reflected  from  a multilayer  structure  composed  by  n  isotropic  and 
homogenous films can be conventionally expressed in matrix notation  [7]  [8] [9]  [10].     
























































In  this way,  the electrical  fields at  the mth  interface are written as a  function of  the  fields 







where  ܰ௠  is  the  complex  refraction  index  of  the  material,  ߠ௠  the  propagation  angle 
calculated with respect to the normal direction from the interface and ߣ the wavelength. For 















































calculated with  respect  to  the  incoming one, can be  then computed  for every polarization 
considering the appropriate Fresnel coefficients:  

































ܰሺ݀ ൅ ݈݀ሻ ൌ ߚ஽஼ ൅ ݀ߚሺܲሻ  
As a consequence of that, the optical  intensity reflected by the  interferometer, namely the 
reflectance of  the multilayer  structure multiplied by  the  incident  intensity,  is given by  the 
sum of a continuous part  (independent of  the applied pressure) and another variable  that 
can  be  exploited  to measure  the  acoustic wave  hitting  the  Fabry‐Perot,  according  to  the 
following formula: 
  ܫோ ൌ ܫ஽஼ ൅ ݀ܫሺܲሻ     (3.12)
in  which  ܫ஽஼   is  an  undesired  contribution  that  can  interfere  with  the  detection  of  the 














Four  prototypes  of  planar  Fabry‐Perot  interferometers, with  different  thicknesses  of  the 
spacer  and of  the  bottom metal  film were  realized on  fused  silica  substrates  (pure  SiO2), 
using negative SU‐8 10 resist to fabricate the polymer spacer according to the process flow 
of  Fig. 3.5.  Fused  silica  was  chosen  to  mimic  the  optical  properties  of  the  SiO2/Si3N4 
membrane that was adopted in the final detectors. Aluminum was deposited by evaporation 






























phase  shift.  The modulation  depth  and  optical  sensitivity  can  be  then  derived  by  optical 
reflectance measurements.  In Fig. 3.7 the reflectance spectra measured  in the near  infrared 
range  by  means  of  the  Avantes  Spectrophotometer  (Fig.  3.6  left),  are  reported  for  the 
different structures.  As may be observed for the reflectance measurements, the use of a 10 
nm  thick  aluminium  layer  assures  an  intensity  modulation  depth  of  about  80%  and  a 
maximum  slope  in  the  reflectance‐wavelength  plot  of  37  µm‐1.    As  a whole,  the  thickest 
metallization  leads  to a  remarkable  improvement of performance, while  the use of  thicker 
polymer layers results in fringe shrinkage and thus in an increment of sensitivity. 
On the same samples, reflectance has also been measured in the near‐infrared range above 1 
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Fortunately,  the use of a monochromatic source  like a solid‐state  laser assures a coherent 
behavior and, consequently, the actual modulation depths obtained on the  interferometers 
during their operation will be much larger than those observed in Fig.3.8.  
Besides  the planar  interferometers described above,  some additional  test  structures were 
also realized in order to determine the complex refractive indexes of the thin layers used in 
the interferometer, whose values have been used in optical simulations performed to predict 
the  optomechanical  behaviour  of  the  Fabry‐Perot  detectors.  Such model  can  be  used  to 
determine  the  best  geometry  that  can  be  adopted  for  the  interferometer  for maximizing  







1963, Ehrenreich   [11]   demonstrated the existence of an absorption band at 1.6 eV  in the 
thin film material.     Successively, a complete calculation of refractive  index was realized by 
Mathewson and Myers  [12], showing the presence of another strong absorption peak in the 
interband region at 0.5 eV.  Nevertheless, the optical constants reported in the literature for 
Al  films are not  suitable  for  simulating  the optical behavior of multilayer  structures where 
very  thin Al  films are used,  like  the  interferometers  investigated here.  In  fact, such optical 
constants  are  appropriate  only  for  Al  thicknesses  greater  than  roughly  30  nm,  since  the 





The  optical  characterization  of  thin Al was  realized  by  evaporating  10  nm  thick  layers  on 





infrared  spectra  on  these  samples.  Starting  from  the  reflectance  and  transmittance 
measurements,  the  complex  refractive  index  was  derived  through  a  fitting  procedure 












































































































































minimize  the  error  function  calculated  using  six  optical measures.  In  particular,  the  FTIR 
acquisitions were of primary importance to determine accurately the Drude term and did not 
lead  to  a  wrong  estimation  of  interband  contributions  (modeled  by  damped  Lorentz 






As can be observed by  comparing  the determined optical  constants with  those commonly 
obtained on thick aluminum   [13], the  interband peaks, due to the presence parallel bands, 
are less strong in the thin films. Consistently with theoretical expectations, a small variation 
of  the measured  optical  coefficients  was  noticed  between  layers  deposited with  slightly 
different thicknesses.  Anyway, the refractive index determined for the 10 nm thick Al layers 
could be employed to model the interferometer with good match with experimental data, as 
will be  shown  in  the  following.  Some measurements on Al  films deposited on bulk  silicon 
oxide  wafers  (fused  silica)  were  realized  as  well.  However,  in  this  case  the  optical 
characterization was  less  easy  because  it  required  a  previous  calculation  of  silicon  oxide 
refractive  index, whose vibrational modes  in the  infrared region are modeled using a quite 
high number of classical oscillators that make the extraction procedure quite difficult.  
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especially  in microfluidic  applications where water  insolubility  is  required. Moreover,  it  is 
biocompatible  [15] and suitable for fabricating very high aspect ratio structures.  Thanks to 
its relatively low Young’s modulus (@2GPa), this resist is a good candidate as a sensitive film 
in  the  Fabry‐Perot  cavity,  and has  already been used  for  this purpose  [16]. Moreover,  its 
acoustic  impedance  of  about  3.5 MRayls  assures  a  good  acoustic match with water  (1.5 
MRayls), eliminating the need to use coupling layers to improve the detector performances. 
However, it has to be observed that an acoustic wave travelling into the SU‐8 photoresist is 
slightly  attenuated  (a  0.33  db/µm  attenuation  has  been  experimentally  derived  at  1 GHz 
[17]).   
The  optical  properties  of  SU‐8  10 were  determined  by  spinning  the  resist  on  fused  silica 
substrates and measuring  its reflectance and transmittance  in the visible and near  infrared 
ranges.  The photoresist was spun on two wafers at 3000 RPM and 4400 RPM to investigate 
the effect of  the spinning  speed, and of  the different  thickness consequently obtained, on 
the optical properties. During  the processing,  the SU‐8  layers were baked  for 2 minutes at 
65°C and subsequently brought to 95°C using a roughly 2 min temperature ramp and left at 
the final temperature for 5 min before exposure (performed with an exposition time of 15 
sec). Afterwards,  the  resist was  baked  again  (1 min  at  65°C,  2 min  at  95°  C)  in  order  to 
complete  the  cross  link  reaction  initiated by exposure. Finally, after  the development,  the 
resist was hard baked for 1 min at 200°C to further cross‐link the patterned SU‐8 structures 
and  consequently  stabilize  their  mechanical  properties.  This  last  operation  is  strongly 
recommended when the photoresist  is used as a structural material and therefore  left as a 
part of final device.   































































































type performed,  resulting  in a  reduction of  refractive  index after  the hard bake procedure 
[17].   Moreover, as can be observed  in Fig. 3.13, the optical absorption becomes negligible 
for wavelength values  larger than 400 nm, confirming the suitability of this material for the 
fabrication Fabry‐Perot devices used with  infrared  lasers.  In  fact, a  low attenuation of  the 





reflectance measurements performed on  the  interferometer prototypes  realized on  fused 
silica were  compared with  the  simulated  data  as  shown  in  Fig.  3.14.  This measurement, 
realized on  the  interferometer constituted by 10 nm  thick Al and 10 µm  thick SU‐8  layers, 
does not show a perfect match with the simulation  in the whole measurement range. This 
can  be  attributed  to  a  partially  incoherent  optical  behavior  of  thick  SU‐8  at  shorter 


































photoresist  thickness  for  the  fabricated  detectors,  as  shown  in  Fig.  3.15  in  which  the 




















































variation  of  the  optical  intensity  even  for  very  small  thickness  changes.  In  the  region  of 
maximum  slope,  in  particular,  a  sensitivity  of  roughly  9.2  µm‐1  can  be  derived  from  the 
simulation.  In  order  to  have  high  opto‐mechanical  sensitivity  in  ultrasound  detection,  an 
operating point corresponding to a high slope of the reflectance/thickness plot reported  in 
Fig.  3.15  should  be  chosen,  theoretically.  Anyway,  despite  the  good  thickness  uniformity 
achieved  with  the  fabrication  process,  such  operating  point  cannot  be  determined  with 
sufficient precision by controlling the thickness of the SU‐8  layer. In order to overcome this 




In order to  investigate  in deeper detail the relation between  laser wavelength and polymer 













































working point showing a high  reflectance derivative with  respect  to wavelength assures at 
the same time high sensitivity against the Fabry‐Perot cavity length, giving the possibility to 
determine  the optimal operation wavelength with  concern  to opto‐mechanical  sensitivity, 
through a quite straightforward reflectance measurement on the Fabry‐Perot.     
In  order  to  determine  the  effect  of  the  thickness  of  the  thinner  Al metallization  on  the 






































fact  that, as explained before,  the optical constants of a very  thin  layer are dependent on 







the  first  metallization  above  20  nm  were,  instead,  calculated  by  using  the  well‐known 
refractive index of optically bulk aluminum, reasonably assuming an optical behavior similar 
to the bulk material for such layers.   








plotted against  the SU‐8  thickness. As may be observed,  the optical response has a similar 
behavior  compared  to  the  interferometer on  fused  silica of Fig. 3.15  (which was however 




around  the  points  of minimum  reflectance  in  the  plot.  Furthermore,  the  additional  films 
(silicon nitride and LTO) needed to fabricate the stress‐compensated membrane present low 


























devices  are  realized  on  silicon,  the  reflectance  is  significantly  distorted  because  of  the 
overlap of silicon and polymer interference fringes.  As can be seen in Fig. 3.19, actually, the 







interference  fringes  due  to  the  refractive  index  variation  between  the  fiber  and  the 
membrane is almost negligible, the presence of silicon strongly affects the optical behavior, 
complicating  the  calculation  of  the  best  operation  wavelength  for  the  device.  Since  the 
tunable  laser  sources  usually  present  a  linewidth  of  few  MHz,  they  typically  have  a 
coherence length in the order of meters. In order to dump undesired interference effects like 
those related to the presence of the silicon membrane  in the  interferometers,  it  is possible 
to  introduce noise  in the  laser  line, broadening  its bandwidth and, consequently decreasing 
its  coherence  length  to  few millimeters.  This method,  although  appropriate  to  cancel  the 




























possible energy  losses due to the optical  interference taking place within the fiber,  it  is not 
useful for layers thinner than 1 mm, like the silicon membrane considered. As may be seen in 
Fig.  3.20,  in  which  the  reflectance  of  the  interferometer  is  plotted  as  a  function  of 
wavelength  and  SU‐8  thickness,  the  effect  of  silicon  interference  fringes  makes  the 
theoretical  dependence  of  the  optical  transfer  function  on  the  design  parameters  rather 
difficult to read.  
However,  it  must  be  said,  that,  as  discussed  in  chapter  2  for  the  emitters,  the  small 
unavoidable  variations of  the  silicon membrane  thickness due  to  the DRIE  etching profile 















































membrane  because  of  its  optical  absorption  in  the  near  infrared  region  and  its  higher 
refraction index difference with respect to the silica fiber.  
By analyzing  the  results of acoustic and optical simulations,  it  is possible  to conclude  that, 
differently than the case of the MOMS emitter where the presence of the silicon membrane 





The process  flow designed  for  the  fabrication of  the ultrasound detectors  is  shown  in Fig. 
3.21. The first steps, which allow the fabrication of the dielectric membrane and the backside 
silicon oxide mask, are  completely analogous  to  those analyzed  for  the ultrasonic  sources 









photoresist  and  patterned  by wet  etching  (step  13).  In  this  step,  the  use  of  a  stripping 
solution  (Posistrip ARCH Chemicals) with ultrasonic agitation was  tested,  for  removing  the 
resist mask, but the attempt was unsuccessful because wet stripping led to the detachment 
of  Al  from  SU‐8.  In  order  to  overcome  the  problem,  the  photoresist  stripping was  then 
realized using its development solution after a new exposure or, alternatively, by oxygen RIE 
etching.  
After  completion of  the Fabry‐Perot  structures on  the  front  side,  the  final back  side Deep 

































































describer  earlier  in  this  thesis  for  the  MOMS‐based  ultrasonic  emitters.  An  analogous 
solution for micromachining in the two cases was chosen not only for the similarities of the 
two types of MOMS, but also because the final purpose of the research carried out with this 
thesis  is,  in  fact,  the  development  of  a  technology  that  permits  the  full  integration  of 
ultrasounds generators and detectors on the same MOMS.  This choice also helped speed up 
the  development  of  the  fabrication  technology  for  the  detectors,  by  fully  exploiting  the 
experience accumulated  in the experimental tests carried out earlier  for the emitters. As a 
consequence of that, the micromachining of the MOMS detectors was quite smooth  in the 
experiments, yielding good  results  like  the one  shown  in Fig. 3.22,  in which  the back  side 







































according  to  the  integrated process whose development will be described  in  the  following 
chapter.   
A  particular  of  the  dielectric multistack  observed  in  cross‐section  is  reported  Fig.  3.24,  in 
which the three  layers constituting the membrane (thermal SiO2, Si3N4 and LTO) are clearly 
visible  for  their different contrast at SEM. As may be observed,  the measured  thickness of 







Al  evaporation,  the  critical  aspects  related  to  the  patterning  of  the  second  Al  layer 
mentioned  before were  investigated.    In  the  first  tests,  the wet  etching  of  aluminum  by 
means of  the  classical procedure  consisting  in  lithography, wet  etching  and wet  stripping 
proved  to  be  impossible.  In  fact,  despite  the  200°C  hard  bake,  the  integrity  of  SU‐8/Al 
interfaces was degraded during  the  removal of  the positive  resist mask.  In particular,  the 
thick upper aluminum layer detached from the underlying polymer at the very beginning of 
the stripping process and, while the stripping proceeded, the SU‐8  layer was also removed 
from  the  substrate.  This  effect  was  observed  even  without  utilizing  ultrasonic  agitation 






The  first  one  took  advantage  of  the  use  of  positive  tone  photoresist  as  a mask  for  the 
patterning of the Fabry‐Perot upper metallization. Since, actually, a positive resist becomes 
soluble  in  its development solution after being exposed  to ultraviolet  light,  the mask  layer 
could be removed, once completed the Al etching, by further exposure and development of 
the positive resist. This operation did not affect the SU‐8 because it was already completely 













based  on  positive  resist  development  after  wet  etching.  The  shorter  exposure  time, 
therefore,  is  particularly  important  because  it  allows  for  covering  the  sidewalls  of  the 






confirmed  by  the  fact  that  the  interferometers  appeared  undamaged  after  the  first 
development of the OiR resist used  in  its patterning before Al etching, most  likely because 
the SU‐8 was completely covered by  the positive  resist  for almost  the whole development 
process, in this case.  
By utilizing a photoresist development time of 50 sec, a satisfactory removal of the positive 
photoresist after Al etching was achieved.  In  Fig. 3.26,  the undesired deterioration of  the 
Al/SU‐8  interface  is  reported by way of example,  related  to a  fabrication  test  in which  the 








in  chapter  2  in  the  thinning  of  the  carbon  films)  to  remove  the  resist  mask  used  for 
aluminium wet etching.   This technique yielded better results compared to the former one, 
also  in  terms  of  robustness with  respect  to  the  process  parameters,  achieving  a  perfect 












interferometers.  The  same  exposure  time  and  baking  process  was  utilized  for  both  the 
structural and wet etching mask SU‐8 layers, apart from the hardbake performed only on the 
former, quite obviously using  an opposite mask  tone  in  lithography.  Since  in  this  case no 
positive developer was needed,  this method  yielded  the best  results,  leading  to a perfect 
aluminium etching in correspondence with the Fabry‐Perot, with complete removal of the 8 
µm  thick  SU‐8 mask  layer by means of  a 30 minutes oxygen RIE,  a process  showing high 
etching selectivity with respect to the bottom aluminium layer.       
Scratch  tests were  realized  on  the  patterned  aluminium  films  on  SU‐8  obtained with  the 

















for  the  fiber housing. As already observed  in  the emitters’ process,  it was not possible  to 
complete  the pass‐through silicon etching  in  the circular geometries with diameter smaller 
than  300  µm  because  of  the DRIE  rate  dependence  on  the  exposed  area.  The maximum 
etching time is, in fact, limited by the rate of larger structures realized on silicon membranes, 
in which the etching must not extend to the entire wafer thickness, and this made impossible 











and  linearity  in  the  optoacoustic  function,  the  latter  property  being  important  to  avoid 
distortion  of  the  detected  ultrasonic  wave.    A  TSL‐210H  laser,  produced  by  Santec, was 
employed in the acoustic characterization to interrogate the Fabry‐Perot cavity. This toll is a 
semiconductor laser that can emit a variable optical power which may be increased up to 50 
mW  over  the  full  wavelength  tuning  range.  The 
high  power  generated  can  be  very  useful  in  the 
measurements  because  it may  allow  overcoming 
possible  attenuations  and  optical  energy  losses 
due to the fiber connectors, assuring an adequate 
optical intensity on the detector. The tuning range, 






working  condition  for  optoacoustic  sensitivity,  according  to  the  procedure  introduced  in 
section 3.3. Moreover  the Santec  laser provides a  coherence  control  that may be used  to 
enlarge the spectral width of the laser line up to 200 MHz, which enables controlling energy 
attenuation due  to optical  interference effects  in  long  fibers by decreasing  the  coherence 
length of the radiation.      
Thanks  to  the  technological  advancements  achieved  in  the  field  of  fiber‐optic 
communications,  the  use  of  laser  sources  working  in  the  infrared  region  represents  in 




The acoustic characterization of  the  interferometer prototypes  realized was carried out by 




The  tunable  laser  beam was  guided  up  to  the MOMS  transducer  through  a  single‐mode 
optical fiber, characterized by a 125 µm cladding diameter.  The reflected intensity was then 















by  the  laser  source  was  only  transmitted  to  the MOMS  and  did  not  interfere  with  the 
reflected  power measured  by  the  InGaAs  photodiode  (PDA10CF),  in  which  the  reflected 
power was converted  into a voltage signal by using a 10 kΩ  transresistance gain amplifier. 








a  consequence of  that, all  the available prototypes with Fabry Perot  realized on dielectric 
membrane in this first fabrication batch had a quite large diameter (at least 400 µm). For this 
reason,  in  order  to  enable  the  acoustic  characterization  of  the  fabricated  detectors,  a 
capillary was used in order to fit the thin single mode fiber to the housing diameter. In fact, 
the  insertion of  the  fiber  into  a much  larger  cavity without mechanical  adaptation would 
result  in a considerable power reduction because of oblique  incidence of the  laser  light on 
the  interferometric  cavity  that  would  drastically  decrease  the  amount  of  optical  power 
reflected from the interferometer and collected by the small fiber core (smaller than 10 µm 
in diameter).  The employed capillary inserted within the fiber housing is shown in Fig. 3.29.  
In  order  to  correctly  insert  the  capillary  into  the  silicon  cavity  without  damaging  the 
relatively  fragile dielectric membrane at bottom, a micrometric 3D positioning system was 
set up,  including a  stereoscopic viewer with variable  inclination employed  to visualise  the 
capillaries and the fibers during insertion.  
Once  inserted within  the  housing,  the  capillary was  fixed  by  using  Torr‐Seal  epoxy  glue, 
which, thanks to its high viscosity, assured a good mechanical strength without seeping into 
the  cavity.   This kind of glue, however, would not be adequate  for  insertion operation on 












In order  to develop a bonding  technique  suitable  for  smaller devices,  the use of different 
glues  was  also  investigated.  In  Fig.  3.30,  for  example,  the  best  result  obtained  by 
cyanoacrylate glue can be observed.   The minor density of  the  latter with  respect  to Torr‐ 
Seal  permitted  to  reduce  the  flooding  of  the  neighbouring  regions  thanks  to  the  lower 
quantity of glue manually transferred to the MOMS device (a metal tip was used to drop the 
glue  on  the  junction  between  the  fiber  and  the MOMS).    During  the  gluing  operation, 









Once  fixed  the capillary,  the single mode  fiber was  inserted  into  it, as shown  in Fig. 3.29b. 
This last operation was rather critical because, in performing the insertion, it was absolutely 
necessary to avoid any damage of the fiber tip (which may be easily take place by scraping 
against  the  capillary  surface).  The  optical  fiber,  in  fact,  had  to  be  previously  lapped  to 
guarantee  a  correct  power  transmission  and  a  scratch  of  its  tip would  result  in  a  drastic 
reduction of the optical power delivered to the interferometer.       
The  intensity  reflected  from  a  receiver  deposited  on  dielectric membrane  (with  300  µm 
diameter  Fabry  Perot  on  a  larger membrane) was  initially  acquired without  applying  any 
pressure,  in order to experimentally determine  its modulation depth.   The signal measured 
with the photodiode while the frequency of the laser source was ramped at a constant rate 
















optical  behaviour  of  the  interferometric  detector,  since  they  yielded  a modulation  depth 
around 80 % for a Fabry‐Perot realized on dielectric membrane with 10 nm of aluminium as 


























interference pattern was  coherent with  the  simulations,  the optical power measured was 
lower  than  that  expected.  In  fact,  a  voltage  of  40  V  should  be  theoretically  detected  by 
applying a 4 mW  laser power and considering a total reflection (without accounting for the 
10 volts maximum output of the PDA10CF).  
However,  the  several  fiber  connections  existing  in  the  experimental  setup,  introduced 
significant optical  losses, attenuating the  laser radiation above all when the fibers were not 
perfectly terminated. Since the power measured was about 15% of the theoretical maximum 
it  is  quite  clear  that  the  power  transmission  efficiency  could  be  sensibly  increased  by 
terminating the fibers with more advanced and automated methods (fiber termination was 
performed  lapping  the  fiber  tips by hand  in  these experiments).   With  respect  to detector 
performance,  this  problem  does  not  impact  acoustic  characterization  in which  the  actual 

















3.33.    In  the measurement,  the  Fabry‐Perot was  interrogated  by  applying  a  4 mW  laser 
power,  resulting  in  a  voltage  signal  with  200mV  peak  to  peak  amplitude  from  the 
photodiode/transresistance  amplifier  system.    The  correct  distance  between  the  acoustic 
source  and  the  interferometer was  calculated  by  considering  the  acoustic wave  speed  in 






The decrease  in acoustic  sensitivity  taking place when  the detector operated  far  from  the 
optimal wavelength  can  be observed  in  Fig.  3.34. As may be observed,  the peak  to peak 




pressure  applied  was  measured  by  using  the  membrane  hydrophone  described  in  the 
previous chapter. Anyway,  it has  to be observed  that  the different active areas of  the  two 
sensors  could  lead  to an  imperfect estimation of  the  real pressure  incident on  the  Fabry‐
Perot.  The  acoustic  sensitivity  can  be  also  expressed without  considering  the  diode  gain, 
leading to a value of 20 µW/MPa. 































As  a  whole,  it  may  be  concluded  that  the  experimental  results  confirm  the  theoretical 
expectations  derived  by  the  acoustic  and  optical  modelling  performed  with  parameters 
extracted from the optical measurements. In fact, the optical sensitivity of 9.2 ߤ݉ିଵ and the 
deformation of 9 nm/MPa, previously derived in the presented models, yield to a calculated 
value  for  the  voltage/pressure  sensitivity  quite  close  to  the  one  obtained  in  the 
measurements, namely:  
 





















gain of  the photodiode,  and  L  is  the polymer  thickness.  The 0.15 multiplicative  term was 
considered to keep into account the optical losses in the fiber connections and the coupling 
with  the  laser beam  (such parameter was chosen based on  the power measured with  the 
photodiode  in  the experiments, as explained before). The discrepancy between  theoretical 
and  experimental  data  is  acceptable,  especially  taking  into  consideration  the  fact  that  an 
accurate measure of  the optical power  incident on Fabry‐Perot was not possible with  the 
available setup and that the photodiode performances were taken from the datasheet and 
not measured.    

























As  observed  by  the  above  calculation,  acoustic  sensitivity  should  be  easily  tunable  by 
changing  the  laser  power,  providing  the  possibility  to  further  improve  the  detection 
performance,  if necessary. As a whole,  the obtained  results are very encouraging because 
they demonstrate that the optoacoustic detection of ultrasonic signals with high sensitivity is 
possible using a fiber optic silicon MOMS, and, more importantly, that the spatial resolution 
of  the  sensing,  which  is  related  to  the  detector  size,  can  be  sensibly  increased  without 
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The  design  and  fabrication  of  acoustic  probes  suited  to  emit  and  detect  high  frequency 
ultrasonic  signals  represent  the main  objective  of  the  research  activity  presented  in  this 
thesis.  However,  the  two  process  flows  analyzed  in  the  previous  chapters,  for  the 
development of generators and detectors, have shown several critical aspects related to the 




the emitter. This  is  important since the high power of the nanosecond pulsed  laser source, 
used  for  acoustic  generation,  could  melt  or  ablate  the  absorbing  film,  resulting  in  the 
breakdown of the device. Small single‐mode fibers of 125 µm cladding diameter are certainly 
suitable for the detectors, but cavities with larger size suited for the ultrasonic sources must 
be  included  in  the MOMS.   Moreover,  the  need  to  realize  optoacoustic  devices  on  both 
silicon and dielectric membranes further complicates fabrication.  
As described earlier,  the deep  reactive  ion etching process presents a  rate which  strongly 
depends  on  the  size  of  the  etched  region.  A  considerable  overetching,  which  would  be 
needed  in  order  to  realize  pass‐through  cavities  with  very  different  diameter,  does  not 
represent  a  practical  solution  because  it  would  most  probably  lead  to  damaging  the 
dielectric membrane  realized on  the  larger  structures because of  the  limited  selectivity of 
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receivers,  will  be  demonstrated,  developing  a  MOMS  technology  suited  to  the  full 
integration  fiber  lodgments  with  different  size  and,  even more  importantly,  providing  a 
technical  solution  for  the  problem  of  the  separation  of  the  MOMS  devices  from  the 




miniaturization  enabled  by  the  MOMS  technology  adopted  makes  this  operation  quite 
challenging.  In order  to overcome  such difficulty, a  solution based on a particular  type of 
front  side micromachining enabling mechanical dicing of  the micromachined devices  from 




The  dielectric  membrane,  constituted  by  a  multistack  containing  thermal  oxide,  LPCVD 
nitride and LTO, is etched by the silicon DRIE process with a rate of roughly 35 nm/min. So, in 
performing  the  backside  micromachining  step,  when  the  silicon  substrate  under  the 






the  anisotropy  of  the  etching)  is measured  through  the  helium  gas  pressure, when  such 









Consequently,  due  to  the  spread  of  the  DRIE  etching  rate  depending  on  the  size  of  the 
etched  features,  the  fabrication  of  fiber  lodgments  with  very  different  sizes,  needed  to 
integrate MOMS‐based emitters and  receivers,  requires a  rather precise estimation of  the 
different etching  rates. Once derived  these  rates, an appropriate set of  lithographic masks 
can be designed to assure the almost simultaneous completion of silicon etching on different 
geometries and avoid the problem of helium losses that may stop the process prematurely. 
The accurate knowledge of silicon etching rate  is  less  important for the devices realized on 
silicon membrane. In this last case (if the geometries are not excessively different in size, as 
actually happened in the mask set utilized for the early batches), an imperfect estimation of 
etching  time  may  lead  to  different  thicknesses  of  the  silicon  membranes,  but  without 
jeopardizing process feasibility in most cases. In order to exactly calculate the silicon rate, a 
490  µm  thick  test wafer,  appropriately  patterned, was  subjected  to  a  100 minutes  long 
silicon  etching. Moreover,  the  dielectric membrane  on  the  front  side  was  appropriately 
micromachined in order to allow the separation of the individual MOMS devices according to 
the process flow described in the next section. The MOMS structures, completely constituted 
by  silicon, were  then  stuck  to  another  silicon wafer used  as  a  support  and  cut  through  a 
dicing  tool with micrometric  positioning  capabilities.  In  this way,  the  cross  section  of  the 
etched  features  could  be  observed  by  optical microscope  and measured  to  derive  their 
etching rate, as shown in Fig. 4.1 by way of example. 
As  may  be  seen  in  the  picture,  a  silicon  etching  time  of  100  minutes  is  definitely 
overestimated  for  the 250 µm  large  structures  (placed at  the  center of  the MOMS  in  the 
figure), but still does not permit the release of the smallest ones. Actually, after the DRIE, a 
remaining  silicon  layer  (40  µm  thick  approximately),  is  still  present  at  the  bottom  of  the 
etched regions  in the structures with diameter of 150 µm.   Quite obviously, the differences 

















As expected  from  theory,  the silicon DRIE  rate decreases slightly  from  the wafer center  to 
the edge and, furthermore, the 90 µm large structures show a remarkable rate reduction to 















etching  rates  of  about  4.5  and  5.5  µm/min  respectively.  The  last  value  was  actually 
calculated by SEM measurements performed on a cross section  realized on a silicon wafer 
with patterned  features subjected  to an etching  time of 92 minutes  (shown  in Fig. 2.4).  In 
this  respect,  it  is  important  to observe  that  the  rate  is not constant  in  time  in  the various 
features, since  it also depends on the etching depth and consequently decreases while the 




The  considerable  differences  of  silicon  etching  rates measured  on  etched  features  with 
different  size  have  demonstrated  that  fabricating  the  MOMS  devices  needed  for  the 
integration of emitters and detectors on the same substrate is essentially impossible by using 
a double depth silicon etching like that presented in Chapters 2 and 3.  
Consequently, a more complex process  flow,  that allows  for a  triple depth backside silicon 
micromachining has been  designed  in  order  to  assure  the  fabrication of  the  self‐standing 
integrated devices. The complete process flow  is shown  in Fig. 4.3. Starting from a 500 µm 
thick  double  polished  silicon  substrate  (<100>  oriented),  a  700  nm  thermal  oxide  layer  is 
grown  by wet  oxidation  at  1100°C  (step  2).    Then,  a  300  nm  thick  silicon  nitride  film  is 




























































































































Subsequently, a 100 nm  thick polysilicon  layer  is deposited by CVD  (step 7).   As discussed 
before, polysilicon  is necessary  in the emitters realized on dielectric membrane  in order to 
assure a good adhesion of carbon.  In this last process flow, polysilicon is also employed on 
the back side as an etch stop  layer between the two oxide  levels used  in the backside hard 
mask.  In fact, a 1.2 µm thick silicon oxide layer is deposited after polysilicon on the back side 










etching of  the  smaller  structures designed on dielectric membrane  (with diameter  smaller 
than 150 µm). After this first DRIE, the photoresist  is stripped, and a second etching step  is 
carried  out  to  define  the  structures  on  silicon  and  dielectric membranes  with  diameter 
properly chosen  in designing  the mask  in order  to achieve  the desired etching depth  (step 
12). The remaining oxide mask layer is then removed from the backside by RIE etching (step 
13). After  that,  the process  flow  continues with  the  same  front  side microfabrication  flow 
separately described in Chapters 2 and 3 for emitters and receivers. Namely, the polysilicon 
is wet etched  (step 14) and the dielectric membrane  is patterned by  ICP etching  (step 15). 
Subsequently,  the  OiR  photoresist  is  deposited  by  spinning,  patterned  (step  16)  and 
carbonized  (step 17),  completing  the  front micromachining of  the ultrasonic emitters. The 




case,  however,  the  negative  resist  cannot  be  removed  by  oxygen  plasma  because  of  the 
presence of uncovered carbon on the wafer, since this RIE etching would remove it, as well.  
Anyway  the  second  SU‐8  layer  used  as  a mask  for  Al  etching,  hard  baked  after  the  Al 
removal,  can be  left on  the  final  interferometer without  interfering  considerably with  the 
acoustic detection performances. In fact, from an optical point of view, the resist presence is 
absolutely not  influential because  the  laser beam  is totally reflected  from the second thick 
aluminum  layer. Acoustically, on  the contrary,  the  second SU‐8 could slightly decrease  the 
sensitivity introducing a non negligible attenuation, especially at high frequencies.   
The  silicon  etching  is  finally  completed by  backside DRIE  at  step  22,  allowing  the  desired 
silicon removal on structures with different sizes. As can be observed at the step 23, related 




















the second deep reactive  ion etching was completed  (step 12). As may be observed  in  the 















after  the  first  22 min, was  considerably  high,  leading  to  an  approximately  135  µm  deep 
cavity.  This  confirms  the  theoretical  expectations,  according  to which  the  etching  rate  is 
dependent on the surface density of the exposed regions.  During the first DRIE, in fact, only 
the  smaller  geometries  were  not masked  and  their  density  on  the wafer was  very  low. 
Anyway, the rate decreased sensibly during the two other deep silicon etchings.  
The etching  rate was also high on  the donut defining  the dicing  line used  to  separate  the 
device from the wafer by breaking the fragile sustaining LTO membrane on the front side.  As 
observable by  less dark  color,  the donut was  subjected only  to  the  second DRIE  and was 
etched  for  only  23  minutes.    Anyway,  its  wide  area  resulted  in  a  higher  etching  rate 
compared to the 100 µm diameter housing of the smaller fiber and, consequently, the masks 
were designed paying attention to covering all the donuts during the first DRIE. The square 
visible  in  the optical acquisition  is  related  to  the patterning of an additional  silicon nitride 
hard mask not described  in the process  flow,  initially designed to permit the  fabrication of 














of  silicon,  (TMAH  stands  for  TetraMethylAmmonium  Hydroxide)  a wet  etching  solution 






removed by RIE etching, all  the  surface of  the DRIE micromachined wafer  is passivated by 
oxide and consequently protected  from TMAH, except  for  the areas previously covered by 
nitride that, on the contrary, are supposed to be exposed to the etching solution.  
The  described  process  was  tested  successfully,  but  as  the  first  fiber  insertion  attempts 
pointed  out  that  the  optical  fibers  could  be  inserted  into  their micromachined  housings 
rather easily, by using a stereoscope and an XYZ micrometric controller, even without funnel‐
shaped  cavities,  this  solution  was  abandoned  and  the  fabrication  process  simplified 
accordingly.  
A few examples of MOMS devices obtained with the final process flow will be reported in the 
following,  in  order  to  show  the miniaturization  levels  reached.  In  Fig.  4.6  (left),  a  highly 
miniaturized  detector  is  reported;  as  may  be  observed,  the  diameter  of  the  MOMS 











Coming  back  for  a  moment  to  the  fabrication  process,  it  can  be  seen  from  the  flow 










silicon membrane  thinning  on  the  smaller  devices,  the  thickness  of  the  second  LTO  layer 
used in the backside hard mask was appropriately chosen in order to be completely removed 





An optical  image of  the  front  side of  the wafer after  the  second aluminum evaporation  is 
shown in Fig. 4.8, where an array of three 240 µm large emitters and two detectors (140 µm 
diameter) is visible. As described in the process flow, different procedures can be employed 
to etch the second  level aluminum.    In order not to negatively affect the process yield, the 


































thanks  to  triple  depth  etching  silicon  has  been  completely  removed  under  the  dielectric 
membrane, so that the light coming from the backside illumination of the microscope clearly 
penetrates through some areas of the structure.     The smaller donut shape visible  in figure 
around the structure delimits the region  in which nitride has been removed from the front 
side, and a plain LTO membrane is present in order to ease mechanical dicing of the MOMS. 
Such suspension membrane,  in other structures, has been extended  to all  the surrounding 
large  donut  region  visible  in  the  picture  in  order  to  investigate  its  impact  on  the  dicing 
procedure.    As  can  be  observed  in  Fig.  4.10,  in  which  the  front  illumination  has  been 
switched  off  in  the microscope,  the  visible  light  coming  from  the  backside  illumination  is 
totally  absorbed  by  the  carbon  film.    Other  examples  of  individual  acoustic  devices  are 
shown in Fig. 4.11. In this figure, a highly miniaturized emitter realized on silicon membrane 






In  this  respect  it must be said  that,  in designing  these prototypes, particular attention has 
















This  design  rule  has  been  considered  on  both  emitters  and  receivers,  such  as  the  one 













bundle,  is also shown  in Fig. 4.11. In this case, as seen before for carbon, the backside  light 





An  example  of  emitters‐detectors  integration  is  finally  shown  in  Fig.  4.12,  reporting  the 
optical image of a MOMS array in which the central emitter could be employed to generate 
the acoustic wave and the four detectors around it used to receive the signal reflected from 
the material or biological  tissue under  inspection. Since, as discussed before  in  this  thesis, 
the  detection  of  ultrasonic  signals  generated  by  direct  photoacoustic  emission  from 
biological  tissues  is  widely  studied  and  has  provided  very  promising  results  for medical 
diagnostics, MOMS‐based devices that allow the detection of ultrasonic signals together with 
the direct  laser  irradiation of tissues have also been fabricated with the  integrated process. 
For  example,  an  array of  4  receivers,  suitable  for  photoacoustic  imaging,  is  shown  in  Fig. 
4.13,  in which  the central  fiber housing can be used  to deliver a pulsed  laser beam  to  the 
tissue, maintaining  the  light  source  at  a well‐defined  distance  for  the  detector  array  and 
simplifying the subsequent signal processing needed for imaging.  
In  a  visionary  perspective,  such  structure,  if  equipped  with  an  adequate  number  of 
detectors,  could  be  possibly  used  to  locate  a  colony  of  cancerous  cells  by  photoacoustic 
imaging and thermally destroy them heating the tissue in a controlled way by applying laser 

















application.  The  ultrasonic  emission  is  realized 
by the material under inspection    
Some other  interesting optical  images of devices  realized on  the wafer completed without 
the etching of the final aluminum layer are shown in the following, in which the buckling of 
the  plain  LTO  supporting membrane  in  the MOMS  can  be  appreciated  (Figs.  4.14,  4.15 
reporting backside and frontside views respectively).  In Fig. 4.15, in particular, two acoustic 
probes constituted by an emitter and a receiver can be observed, where the emitter on the 
right has been designed with a  square  shape.   Such emitter‐receiver modules  could be of 
concern for the “virtual biopsy” analysis previously introduced. The overall diameter of these 
MOMS  is  in  fact  less  than 400 µm and would allow  their  insertion  into  syringe needles or 
catheters for minimally invasive diagnostic applications.  


















The  reason beyond  this was  the  fact  that  the dielectric membranes  containing nitride are 





the wafer. Despite  this easiness  in dicing,  the  low  compressive  stress of  LTO  (around 100 
MPa) and its considerable thickness allowed it for having a sufficient mechanical stability to 
effectively  support  the  devices  during  the  whole  backside  DRIE  release  process  without 














As  described  in  the  former  chapter,  fiber  insertion  in  the  MOMS  requires  the  use  a 
micrometric position  controller operated with  the aid of a  stereoscopic microscope. Using 
this  technique,  it  is  possible  to  insert  the  fiber  into  its  housing  directly  operating  on  the 
wafer, but  considering  the  fragility of  the  fabricated  structures, a different  technique was 
preferred  in the tests described here. Namely, the MOMS were released from the wafer by 
using a piece of adhesive blue foil, of the type commonly used in wafer sawing.  The blue foil 
was  put  in  contact with  the  region  of  interest  on  the  front  side  of  the wafer  and  gently 
pressed in order to adhere to the desired MOMS, which were then removed by the substrate 
by slowly stripping the  foil, remaining on  it.  In this way, the  insertion of the  fiber could be 
even carried out by working on an  individual device by properly  implementing the blue foil 




When  the  insertion was  realized  at wafer  level,  as  for  the  devices  described  in  the  two 























A SEM  image of an array of MOMS‐based devices on blue  foil, released  from the wafer by 
applying a slight pressure on a whole die, is finally shown in Fig. 4.17. In this panoramic view, 









Once  removed  the  devices  from  the  wafer  with  the  blue  foil,  the  optical  fibers  can  be 
inserted  into the cavities, as  illustrated  in Fig. 4.18.    In doing this, the use of cyanoacrylate 
glue was preferred in the structures where the integration of several emitters and detectors 
was pursued. This decision was made because, as seen before,  the Torr‐Seal glue  tends  to 




















technology  in  terms of miniaturization  and  integration of  several  emitter  and/or detector 
devices on the same probe.  In Fig. 4.19,  in particular, an ultrasonic detector with diameter 
smaller  than 250 µm  is  shown,  in which  a 125 µm  single‐mode  fiber was employed. Two 
examples  of  complete  MOMS‐based  ultrasonic  probes,  containing  both  emitters  and 

















sufficiently small to allow  its  insertion  into a syringe needle or a catheter.  In must be said, 
however,  that,  as mentioned  before,  the miniaturization  level  presented  here  does  not 
represent the ultimate  limit of the proposed technology.   The opto‐acoustic MOMS devices 




part  of  the  device  is  limited  to  the  few  square microns  corresponding  to  the  fiber  core 
diameter, would increase considerably the pixel density. In this way, the small MOMS could 















on  chip  and  presented  in  chapter  3,  so  it  will  not  be  described  here.  However,  the 
freestanding  detectors were  functional  as  the  previously  presented  devices  and  provided 
similar performances. On  the  contrary,  the ultrasonic  field  generated by  the  self‐standing 
MOMS emitter on optical fiber was obtained using a smaller fiber with respect to the earlier 





laser beam  to  the absorbing  film.   A needle PVDF hydrophone  (SN1614) was,  in  this case, 
exploited to detect the laser generated ultrasound.  In this experiment, a smaller size sensor 
(approximately  0.2  mm  of  diameter)  was  preferred  in  order  to  overcome  the  problem 
encountered during the characterization of the 700 µm emitters where the detector size (a 
membrane  hydrophone) was  quite  comparable  to  the  area  hit  by  the  generated  acoustic 
field. As may be observed  in  the  figure, most of  the  acoustic  power  is  concentrated  in  a 













the  large emitter. However,  it must  to be observed  that  such  value might depend on  the 
narrow bandwidth of  the  sensor  employed,  that  cannot measure  the pressure harmonics 
resulting  from  the  high  frequency  components  of  the  ultrasonic  signal.  The  PVFD 
hydrophone is, in fact, calibrated by the constructor up to 20 MHz and the real bandwidth is 
actually  unknown  without  a  more  accurate  characterization.  However,  the  considerable 
spatial  focalization of  the acoustic  field made  the use of  the  larger bandwidth membrane 
hydrophone  available  in  the  setup  not  appropriate  in  the  measurements,  because  the 
amplitude of the acoustic waves would be sensibly reduced by the spatial average  induced 
by the large active area of the sensor.  
According  to  theoretical  expectations,  the  pressure  generated  by  the minimally  invasive 
emitter  should  be  larger  than  that  generated  by  using  the  larger  device.  As  seen  by  the 
simulations, actually,  the  temperature peak due  to optical absorption  in carbon  is strongly 





































































































































The acoustic pressure, calculated by  fast FFT algorithm can be  finally plotted  (Fig. 4.26).  In 






















































In  order  to  complete  this  preliminary  characterization,  the  acoustic  field  generated  by 
thermoelastic  effect  should  be  detected  by  the  Fabry‐Perot  interferometer,  in  order  to 
measure  the  real  bandwidth  of  the  signals  emitted  and  received  by  the  MOMS‐based 
acoustic  probes  and  further  investigate  the  advantages  and  possible  drawbacks  of  the 
















level  reached,  the  realization of  an ultrasonic  system  constituted by ultrasonic  generating 
and  detecting  elements,  suitable  for  minimally  invasive  applications  or  Non  Destructive 
Evaluation  (NDE)  of materials  at  high  resolution,  has  been  demonstrated.    The  ultrasonic 
generation  has  been  realized  by  irradiating  a  highly  absorbing  carbon  film  patterned  on 
silicon  micromachined  structures  with  a  nanosecond  pulsed  laser  source,  generating  a 
mechanical shock wave due to the thermal expansion of the film  induced by optical energy 
conversion  into heat. The short duration of  the pulsed  laser,  together with an appropriate 
emitter  design,  assure  high  frequency  and wide  band  ultrasonic  generation.  The  acoustic 




Various  issues  related  to  the  design  and  fabrication  of  these  acoustic  probes  have  been 
investigated in this thesis. First, theoretical models have been developed to characterize the 
opto‐acoustic behavior of  the devices and estimate  their expected acoustic performances. 
Tests  structures  have  been  realized  to  derive  the  relevant  physical  parameters  of  the 










Moreover,  by  exploiting  the  models  and  the  theoretical  results,  prototypes  of  acoustic 
probes  have  been  designed  and  their  fabrication  process  developed  by  means  of  an 
extended  experimental  activity.   As  a  result of  this work,  self  standing MOMS devices on 
optical fiber have been obtained with a minimum diameter smaller than 250 µm, matching 
the geometrical constraints required in minimally invasive applications.  Thanks to the use of 
microfabrication  techniques,  arrays of detectors  and  receivers have  also been  realized on 
highly miniaturized MOMS devices with  a  good  integration density.   Different  geometries 
have been considered and proper technological solutions have been assessed to permit the 
simultaneous  fabrication of devices  targeted  for use with optical  fibers with different  size 
and  allow  the  development  of  MOMS  acoustic  probes  on  both  silicon  and  dielectric 
membranes,  using  a  triple  depth  silicon  Deep  Reactive  Ion  Etching  process.  An  acoustic 
sensitivity of 200 mV/MPa has been obtained using  a MOMS  interferometer  interrogated 
with a 4mW  laser source. The performances of  the Fabry‐Perot  interferometers presented 
and  their  small  size  (with  active  sensor  area  smaller  than  10 µm  in diameter) make  such 
devices  suitable  for  high  performance  applications,  overcoming  the  limitations  of  the 
piezoelectric  transducers  arrays  in  terms  of  trade‐off  between  operation  frequency  and 
sensitivity and those of bulk optoacoustic systems related to miniaturization.   
Concerning emitters,  a pressure of 1 MPa  amplitude  and bandwidth extended beyond 50 
MHz has been measured by a membrane hydrophone at a distance of 2 mm from a MOMS 
emitter  with  diameter  of  700  µm  and  obtained  on  a  100  µm  thick  silicon  membrane, 
mounted on a 630 µm multimode fiber.   A pressure of 250 kPa has been instead detected at 
a distance of 4 mm from a 300 µm emitter operated on a 230 µm multimode fiber, but using 
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